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Abstract. A negative-ion proton-transfer chemical ioniza-
tion mass spectrometric technique (NI-PT-CIMS), using ac-
etate as the reagent ion, was applied to the measurement of
volatile inorganic acids of atmospheric interest: hydrochlo-
ric (HCl), nitrous (HONO), nitric (HNO3), and isocyanic
(HNCO) acids. Gas phase calibrations through the sam-
pling inlet showed the method to be intrinsically sensitive
(6–16 cts/pptv), but prone to inlet effects for HNO3 and
HCl. The ion chemistry was found to be insensitive to wa-
ter vapor concentrations, in agreement with previous stud-
ies of carboxylic acids. The inlet equilibration times for
HNCO and HONO were 2 to 4 s, allowing for measurement
in biomass burning studies. Several potential interferences
in HONO measurements were examined: decomposition of
HNO3·NO−

3 clusters within the CIMS, and NO2-water pro-
duction on inlet surfaces, and were quite minor (≤1%, 3.3%,
respectively). The detection limits of the method were lim-
ited by the instrument backgrounds in the ion source and flow
tube, and were estimated to range between 16 and 50 pptv
(parts per trillion by volume) for a 1 min average. The com-
parison of HONO measured by CIMS and by in situ FTIR
showed good correlation and agreement to within 17%. The
method provided rapid and accurate measurements of HNCO
and HONO in controlled biomass burning studies, in which
both acids were seen to be important products.

Correspondence to:J. M. Roberts
(james.m.roberts@noaa.gov)

1 Introduction

The atmosphere is an oxidizing medium and, as such, it con-
tains a number of acidic species. Many of the critical issues
in atmospheric chemistry are related to the formation, trans-
port, and deposition of key acidic species such as hydrochlo-
ric (HCl), nitric (HNO3), sulfuric (H2SO4) and nitrous acids
(HONO), as well as a number of organic acids (Finlayson-
Pitts and Pitts, 2000; Seinfeld and Pandis, 2006). Rapid and
accurate measurements of these compounds are challenging,
but nevertheless have been an essential part of understanding
the detailed processes involving these species. The contin-
ued development and refinement of measurement methods is
a valuable aspect of this research.

Methods for the measurement of gas phase atmospheric
acids have progressed over the years from traditional bulk
sampling with wet chemical analyses, requiring hours, to on-
line spectroscopic techniques that can achieve second or sub-
second time resolution. A general review of such analytical
methods has been compiled by Clemitshaw (2004). Rapid
ion-molecule reactions have recently been exploited in spe-
cific chemical ionization mass spectrometric (CIMS) meth-
ods for acids and related species (Huey, 2007; Crounse et
al., 2006; Spanel et al., 1995; Custer et al., 2000; Hirokawa
et al., 2009; Kim et al., 2008) that have been developed in
recent years and involve ion chemistry that is selective and
unique to the compounds of interest. Desirable features of
CIMS methods are that they can be very sensitive and selec-
tive, and permit rapid (<1 s) measurements without requiring
elaborate collection and separation steps. Some CIMS tech-
niques have dependencies on other trace gases, particularly
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water vapor, that interfere with and complicate the desired
ion-molecule reactions (Huey et al., 1995; Crounse et al.,
2006). The ease of producing an intense, relatively pure
source of reagent ions is also a factor in the effectiveness
of a CIMS technique for use in atmospheric measurements.
In addition, atmospheric acids can be especially difficult to
measure due to inlet surface effects (Neuman et al., 1999),
which must be evaluated for losses, or degradation in time
response.

The CIMS method used in this work has been described
previously for carboxylic acids (Veres et al., 2008), and is
based on the reaction of acetate ions,{CH3C(O)O−

}, with
acidic species via proton transfer, to produce acetic acid and
the conjugate anion. The technique relies on the fact that
acetic acid is among the weakest gas phase acids and will
react by negative ion proton transfer (NI-PT) to abstract a
proton from any species that is more acidic:

HA +CH3C(O)O−
→ A−

+CH3C(O)OH (1)

Veres et al. (2008) showed that acetate ions could be pro-
duced efficiently and relatively cleanly via dissociative elec-
tron capture by acetic anhydride, using210Po as an ionization
source. Moreover, there was no dependence of the ionization
efficiency or reaction mechanism on water vapor concentra-
tion. This chemistry should also work for virtually all of
the common inorganic acids, based on the gas-phase acidi-
ties (Bartmess, 2009) summarized in Table 1. Any acid with
a gas-phase acidity value less than that of acetic acid will
react spontaneously via Reaction (1).

Here we present results that show this NI-PT chemistry
is an efficient and sensitive ionization method for the com-
mon gas phase acids HCl, HONO, HNO3 and isocyanic acid
(HNCO). While HONO and HNCO are pyrolysis and com-
bustion products of emerging interest, all four of these acid
species present a challenge for atmospheric chemical anal-
ysis (Sipin et al., 2003). Calibrations and inlet tests were
performed under varied water vapor concentrations in order
to assess the response of the method to this important param-
eter. The system was used to measure acids emitted from
burning biomass under laboratory conditions. The inlet sys-
tem used for those measurements was tested for transmis-
sion/loss of species and the attendant equilibration time con-
stants were measured. Possible interferences from secondary
ion chemistry were estimated for high concentration condi-
tions encountered in some experiments. The HONO mea-
surements were compared with open-path FTIR measure-
ments made at the same time.

2 Experimental methods

2.1 NI-PT-CIMS instrument and calibration sources

The NI-PT-CIMS instrument consists of an ion flow tube
coupled to a quadrupole mass spectrometer and is shown in

Table 1. Gas phase acidities and anion masses of inorganic acids
and compounds of potential interest.

Compound Formula −1G Anion Mass
(Kcal/mole)a

Perchloric Acid HClO4 281 99, 101
Sulfuric Acid H2SO4 300b 97
Hydroiodic Acid HI 309 127
Nitric Acid HNO3 317.8 62
Hydrobromic Acid HBr 317.9 79, 81
Phosphoric Acid H3PO4 323b 97
Hydrochloric Acid HCl 328.2 35, 37
Nitrous Acid HONO 333.7 46
Hydrogen Selenide H2Se 336.4b 81c

Isocyanic Acid HNCO 338.6 42
Hydroazoic Acid HN3 338-339.8 42
Acetic Acid CH3C(O)OH 341.5 59d

Hydrocyanic Acid HCN 343.8 26
Hydrogen Sulfide H2S 345.6b 33
Hypobromous Acid HOBr 347.1 95, 97
Hypoiodous Acid HOI 347.4 144
Hypochlorous Acid HOCl 349.2 51
Hydrofluoric Acid HF 365.5 19

a Gas phase acidity is defined as−1G for the process H+ + A−
→ HA. Accordingly,

the larger the value, the weaker the gas phase acidity of a given compound. Data are
from the review by Bartmess (Bartmess, 2009).
b For the first proton.
c For the most abundant isotope.
d The reagent ion used in this work, included for reference.

Fig. 1. Details about the instrument can be found in previous
publications (Slusher et al., 2004; Veres et al., 2008). The
differences in the instrument as it was operated here were
that a dilution system was constructed and the inlet was ther-
mostatted at 80◦C to reduce inlet absorption effects. The
inlet was constructed of 1/8′′ o.d. Teflon PFA tubing and fit-
tings, and was approximately 2 m in length, which allowed
the instrument to be deployed on the top platform in the Fire
Science Laboratory (McMeeking et al., 2009). The dilution
in the inlet was adjusted to 35:1 for the experiments at the
Fire Laboratory, and 8:1 for many of the calibration and inlet
tests. The 0.46 standard liters per minute (slpm) flow into the
ion flow tube was also reduced compared to the conditions
used previously for carboxylic acids (Veres et al., 2008). Ac-
etate ions were created by passing a mixture of acetic anhy-
dride in nitrogen through a210Po ionizer. The acetic anhy-
dride source used in this work consisted of a small volume
(30 cm3) bubbler through which a small flow of the source
N2 (1.5 sccm) was directed. This gas stream was assumed
to be saturated at the vapor pressure of acetic anhydride at
the exit of the bubbler (4 Torr at 25◦C), and that flow was
combined with the total N2 flow (2 slpm) resulting in an es-
timated acetic anhydride mixing ratio of 4 ppm in the flow
stream as it passed through the210Po ionizer. A 14 cm-long
ion flow tube at a pressure of 30 Torr was used throughout
the experiments, resulting in a 0.24 s residence time in the
ion-molecule reaction region.
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Fig. 1. Diagram (not to scale) of the NI-PT-CIMS and associated inlet system used for sampling the biomass burning experiments. The gray
shading on the inlet line denotes the part that was thermo-stated at 80◦C.

Ions are sampled at the end of the flow tube through an
orifice and analyzed by a quadrupole mass spectrometer. The
data were acquired either by successive counting at a series
of 10 masses for 0.500 s on each mass, or by mass scanning.
Mass scans from 10 to 225 amu were accomplished by in-
creasing the mass setting by 0.20 amu every 0.160 s and ac-
quiring data for 0.150 s.

The background ion counts for each channel during the
fire laboratory experiments were determined from the sig-
nals measured in the stack before and after fires and were
essentially the ion source and flow tube backgrounds with
small contributions from the ambient air in the Fire Lab.
Since these signals were comparatively small (several thou-
sand counts) and stable on the timescale of the experiments
(a few tens of minutes), this method of background subtrac-
tion did not add uncertainty to the measurements. In the lab-
oratory studies below, a sodium carbonate (Na2CO3)-coated
denuder tube, was used to remove the gas phase acids (>99%
efficiency) to provide an instrument “zero” for future ambi-
ent air measurements.

NI-PT-CIMS measurements of formic acid{HC(O)OH},
HNO3, HCl, HONO, and HNCO were calibrated either by
direct addition to the inlet as it was configured for the
biomass burning experiments (Fig. 1), or after dilution in a
0–20 slpm pre-dilution system that was attached to the inlet
when needed. A formic acid standard was added to the sys-
tem to provide a baseline measure of instrument sensitivity
throughout the biomass burning experiments and the subse-
quent laboratory studies of the inorganic acids. The formic
acid source consisted of a thermostatted permeation tube that
was routinely measured by catalytic conversion to CO2 and
non-dispersive infrared spectroscopy (NDIR) (Veres et al.,
2010a). Nitric acid was also added to the system with a

permeation tube, the calibration of which was accomplished
by UV absorption spectroscopy as described by Neuman et
al. (2003). Hydrochloric acid was supplied to the system
from a high-pressure gas standard (Spectra Gases), calibrated
by the manufacturer at 10.1 ppmv (±5%). The standard was
delivered to the inlet system through a regulator and mass
flow controller that had been baked at 80◦C and flushed with
dry gas to remove surface-adsorbed water.

A standard stream of HONO was produced by passing the
HCl standard through a bed of NaNO2, that had been hu-
midified by a separate stream of air, and thermostatted to
40◦C (Fig. 2a). This method was modeled on the work of
Febo et al. (1995), and the work of Schiller et al. (2001)
who showed that the carrier gas must be humidified or the
NaNO2 dries out and the conversion efficiency drops. All of
the components were made portable to permit the system to
be transported between laboratories. The NaNO2 reactor bed
consisted of approximately 2 grams of the granular material
mixed with 3 mm glass beads (to ensure porosity) packed in
an 8 cm long× 9.5 mm I.D. PFA Teflon tube. The reactor
was wrapped with a heater and insulation and connected to
the system with PFA fittings. The exit flow of the HONO
source was in the range of 60 sccm and contained HONO
mixing ratios in the range of 900 ppbv, which was diluted
into larger flows for analysis.

A thermal decomposition/diffusion source was con-
structed to provide a stable stream of HNCO in air (Fig. 2b).
Thermal decomposition of solid cyanuric acid at 210◦C pro-
vides a convenient and relatively clean source of HNCO
(Belson and Strachan, 1982), which then diffuses through a
capillary (1 mm i.d., 5 cm length) and is mixed with a small
flow (50 sccm) of zero air. The system was designed so
that the entire capillary was kept at temperature and the gas
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Fig. 2. Systems used to produce dilute streams of HCl and
HNO2 (a), and HNCO(b) for the calibration of the NI-PT-CIMS
instrument.

stream allowed to cool only after mixing to lower concentra-
tions since HNCO is known to polymerize at high concen-
trations (Fischer et al., 2002). No condensed material was
observed in, or downstream of, the mixing volume.

Several independent calibration methods were used for
compounds generated as described above. Total odd-
nitrogen (NOy) was quantified by the catalytic conversion of
HONO to nitric oxide (NO), which is measured by O3 chemi-
luminescence. The conversion efficiency of HONO has been
found (Febo et al., 1995) to be the same as that of nitro-
gen dioxide, (>98%), which is measured routinely as part of
the operation of the NOy system. HONO and NO2 outputs
from the calibration source were measured using an incoher-
ent broadband cavity enhanced absorption spectrometer (IB-
BCEAS) (Washenfelder et al., 2009). IBBCEAS employs
broadband light that is coupled into a high-finesse optical
cavity to achieve a long effective pathlength, and has been
used previously for measurements of HONO (Gherman et
al., 2008; Langridge et al., 2009). The IBBCEAS instrument
was modified for spectral measurements in the 357–372 nm
region using a Nichia NCSU033A(T) UV LED and cavity
mirrors (Advanced Thin Films) with manufacturer reported
transmission of 0.0082% at their nominal center wavelength
362 nm. A commercial laboratory FTIR spectrometer that
has a 4.8-m folded-path cell was used to analyze the HNCO
source output, and was operated at room temperature (25◦C)
and pressure (625 Torr).

2.2 Fire sciences laboratory

The biomass burning experiments were conducted at the Fire
Sciences Laboratory of the US Forest Service in Missoula,
Montana, according to standard protocols described previ-
ously (McMeeking et al., 2009). Water, elemental content
(C, N), and weights of the fuels before and after burning were

measured routinely. The fuels were chosen to reflect the va-
rieties present on a number of Department of Defense (DoD)
facilities in the western and eastern US. The details of fuel
types are given elsewhere (Burling et al., 2010; Veres et al.,
2010b).

The open path Fourier transform infrared (OP-FTIR) in-
strument consisted of a Bruker Matrix-M IR Cube spectrom-
eter and an open path White cell whose end platters were
thermally stabilized. The White cell was positioned on the
sampling platform approximately 17 m above the fuel bed
so that the horizontal infrared beam spanned the stack di-
rectly in the rising emissions stream. The reflected beam path
length was set to 58 m. The spectral resolution was set to
0.67 cm−1 and the spectrometer acquired spectra every 1.5 s
(four co-added interferograms per spectra) beginning several
minutes prior to the fire and continuously until the end of
the fire. A pressure transducer and two temperature sensors
were located adjacent to the optical path and were logged on
the instrument computer; the temperature and pressure val-
ues were used for calculating the rotational-vibrational con-
tours in fitting the measured spectra (Burling et al., 2010).

The IR spectra were analyzed offline with spectral fits for
CO2, CO, H2O, N2O, NO2, NO, HONO, NH3, HCl, SO2,
CH4, CH3OH, HCHO, HCOOH, C2H2, C2H4, CH3COOH,
HCN, propene (C3H6) and furan (C4H4O). Mixing ratios
were obtained by multi-component fits to sections of the IR
transmission spectrum using reference data from HITRAN
(Rothman et al., 2009) and Pacific Northwest National Lab-
oratory (Sharpe et al., 2004; Johnson et al., 2009, 2010)
gas-phase databases. The algorithm was a synthetic calibra-
tion using a non-linear least-squares method (Griffith, 1996;
Yokelson et al., 2007). Fire mixing ratios were calculated
by subtraction of the 60-s average mixing ratio prior to the
ignition of the fire.

3 Results and discussion

3.1 Mass spectrum

Initial biomass burning NI-PT-CIMS measurements were
performed with a low inlet flow and no dilution, but the sys-
tem was too sensitive and required dilution because the high
concentrations of acids depleted the reagent ion significantly.
Dilution was accomplished using the flow scheme described
above. Mass scans of both the diluted and undiluted sample
stream were performed periodically to determine the pres-
ence and possible importance of acidic species. A scan of an
undiluted sample is shown in Fig. 3, which shows prominent
signals for HNCO and HONO, a lower signal for HCl, and a
small signal for HNO3. Calibration and inlet tests for these
inorganic acids are described below.
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Fig. 3. A mass scan of Fire #64, a sample of pine litter and duff from
Fort Benning, GA, acquired with no dilution, beginning at 4 min
after ignition. The spectrum was normalized so that the acetate ion
signal was 106 counts.

3.2 Nitrous acid (HONO)

The nitrous acid source was assembled as shown in Fig. 2a
and was measured several times over the course of 10 days
while the HCl standard and humidified air were flowing con-
tinuously. This time period was found to be essential for the
proper equilibration of this source, probably because of the
equilibration of HCl on the metal surfaces of the system. At
the end of 10 days the NOy, and IBBCEAS determination of
the HONO standard were compared to the concentration ex-
pected from complete conversion of the HCl standard. The
results, given in Table 2, show quantitative agreement of the
measurements with the expected value, within the stated un-
certainties. These observations confirm the work of Febo et
al. (1995) wherein similar quantitative conversion was ob-
tained. In addition, these results imply little or no production
(<4.5%) of ClNO as described by Perez et al. (2007) for a
similar HCl-based HONO source.

The HONO source was added to the high flow dilution
system and was sampled by the CIMS instrument as config-
ured for biomass burning measurements. Dilution conditions
were then adjusted to provide a range of HONO mixing ra-
tios. The CIMS signal for NO−2 (mass 46) as a function of
time is shown in Fig. 4a for one such experiment. The entire
system equilibrated rapidly under both dry and humidified
(30% RH at 298◦K) conditions, as indicated by the time con-
stant for decay of the HONO signal (2.5 s), when the source
was removed from the system. This is an excellent time re-
sponse considering the amount of surface area comprised by
the inlet tubing and associated fittings. The sensitivity of
the system to HONO was approximately 4 cts/pptv and was
only slightly dependent on water vapor, as shown in Fig. 4b.
The detection limits for a HONO measurement with this sys-

Table 2. Results of the HONO source calibration.

Source/Measurement Mixing Ratio (±1σ ), ppbv

HCl Source 904 (±90.4)*
NOy measurement 885 (±53)
IBBCEAS 863 (±86)

* Assuming 100% conversion.
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Fig. 4. The response of the NI-PT-CIMS to addition of the nitric
acid standard directly before the ion flow tube. The nitric acid signal
is shown in gray, the system response to removal of the nitric acid
can be fit with a double exponential (dashed line). The signal in
the nitrous acid channel (mass 46) is shown as open circles with the
solid black line denoting the 60-s average.

tem is dependent on the statistics of the background counts
at mass 46 that arise from the inlet, ion source, and ion flow
tube. The system as it was deployed in the biomass burn-
ing studies had an estimated detection limit of 200 pptv (2σ ,
1-s data). The system, as configured for ambient measure-
ments, e.g. higher inlet flow, no dilution, has HONO sensi-
tivities on the order of 10 cts/pptv and a corresponding detec-
tion limit of 35 pptv (S/N = 2, 1 min) assuming the mass 46
background is the same as that during the calibration studies
(∼6100 Hz). These performance characteristics are summa-
rized in Table 3.
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Table 3. Summary of sensitivities, detection limits and time
constants.

Compound Sensitivity, Detection Limit, Inlet Time Constant,
cts/pptva pptvb s

HCl 2–4 50 >90
HNCO 16 16 ∼ 2.5
HONO 10 35 2.5
HNO3 6c 30 >480

a Sensitivity for an instrument configured for ambient measurements.
b Defined as 2σ of the average of 1 min of the system background.
c Valid only for addition of the HNO3 source directly before the ion flow tube.

One source of interference for HONO could be nitrite pro-
duced from HNO3 or nitrate in the reaction flow tube. In
previous studies using HNO3·NO−

3 clusters as reagent ions
in the CIMS detection of sulfuric acid, Tanner et al. (1997)
have shown that a small number of nitrite ions are produced
from the collisional dissociation of those clusters. The possi-
ble contribution of this effect can be quantified in the current
work from the NO−

2 signal observed when HNO3 was added
for calibration. Figure 5 shows a signal at mass 46 corre-
sponding to approximately 1% of the added HNO3. The
magnitude of this interference, while minor, might be re-
duced further through adjustment of the de-clustering con-
ditions used in the collisional dissociation chamber (CDC).

Another known interference is production of HONO on
surfaces exposed to NO2 and H2O (Sakamaki et al., 1983).
This possibility was examined through the introduction of a
gas-phase NO2 standard to the humidified inlet stream. In
this case, a high concentration NO2 stream (25 ppbv) pro-
duced a signal at mass 46 corresponding to 3.5% of what the
same concentration of HONO would produce. The surface
chemistry that governs this interference has been the subject
of considerable research (Kleffmann and Wiesen, 2008 and
references therein), and evidence suggests that the mecha-
nism may be second-order in NO2 and that the amount and
nature of inlet surfaces can have a large effect on the extent
of HONO production. Application of our technique to ambi-
ent measurements will require careful consideration of these
inlet issues.

3.3 Isocyanic acid (HNCO)

The large signal at mass 42 observed in the biomass burn-
ing study was initially a surprise (Fig. 3). Absent decom-
position of a larger ion, which is unlikely using acetate as
primary ions, some possible structures for this ion were
NCO−, CNO−, or N−

3 . The CNO− ion would result from
fulminic acid HCNO, and the N−3 ion from hydroazoic acid,
both of which are highly unstable in both the gas-phase and
condensed-phase (i.e. salts) and are therefore unlikely to be
present. The NCO− ion could arise either from HOCN,
cyanic acid, or HNCO, (isocyanic acid). While cyanate salts,
such as sodium cyanate (NaOCN), are known to be stable,

13x103

11

9

7

5

3

N
O

2-  c
ou

nt
 ra

te
, H

z

11:30 12:00 12:30 13:00 13:30 14:00
Time

100x103

80

60

40

20

0

 N
O

3-  c
ou

nt
 ra

te
, H

z

10.7 ppbv HNO3 
5.9 Hz/ppt

τ ≈ 8 min
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simple exponential fit to the HONO signal when the standard was
removed (dashed line) is also shown. Panel(b) shows the results of
HONO calibrations under dry (squares) and 30% humidity (trian-
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they evolve HNCO vapor upon acidification (Fischer et al.,
2002), and HNCO has been shown to be the most thermo-
dynamically stable of the possible CHNO isomers (Mladen-
ovic and Lewerenz, 2008). There are several studies of the
pyrolysis of biomass, coal, and polyamides, that have un-
ambiguously identified HNCO as a major product by infrared
spectroscopy (Hansson et al., 2004; Nelson et al., 1996). As
a result of these studies and the above chemical considera-
tions, the signal at mass 42 is assigned to HNCO.

The portable isocyanic acid calibration source stabilized
within a few hours, based on the CIMS signal at mass 42.
The output of the source was then placed in the labora-
tory FTIR system and measured repeatedly until the spec-
tra were constant. Figure 6 shows two consecutive spectra,
taken 20 min apart, of the HNCO source stream in the 2050–
2400 cm−1 region. A reference spectrum from the Pacific
Northwest National Laboratory (PNNL) infrared database
(Sharpe et al., 2004; Johnson et al., 2009, 2010) is also
shown. The FTIR spectra show that the source was stable
within a few percent during the time it was analyzed. The
source has substantial CO2 content (2300–2400 cm−1) prob-
ably from reaction with trace amounts of water, but virtu-
ally no carbon monoxide (2200–2050 cm−1), allowing quan-
titative measurement of the HNCO content by FTIR. The
trace P-branch lines from naturally occurring13CO2 present
a slight interference to analysis, but as seen in Fig. 6, quan-
titation is still possible. Several other methods were tried to
quantify the output of this standard; the total carbon method
(catalytic conversion to CO2 with measurement by NDIR),
returned un-realistically high and variable signals due to CO2
coming out of the source. The NOy system exhibited al-
most no sensitivity to HNCO under the catalyst conditions
used (325◦C, molybdenum oxide catalyst), consistent with
the small conversion of hydrogen cyanide (HCN) (Dicker-
son, 1984).
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Fig. 6. Two consecutive Infrared spectra of the HNCO source out-
put (red, blue) and the reference spectrum from the PNNL database
(black).

The re-introduction of the HNCO source to the CIMS
resulted in a signal that was within 3% of the signal be-
fore FTIR analysis, confirming the stability of the diffu-
sion source. The HNCO concentration was then adjusted
by changing the dilution of the high flow inlet. The CIMS
response to a series of different concentrations is shown in
Fig. 7a. The response was measured in dry air and the result-
ing calibration plot is shown in Fig. 7b. When the instrument
is configured in the ambient measurements mode, the sen-
sitivity of the system to HNCO was 16 Hz/pptv, greater than
that for HONO or formic acid. There was only a small differ-
ence in the response to dry vs. humidified samples, indicating
no significant role of water vapor in the underlying ion chem-
istry. Detection limit of the HNCO measurement as config-
ured for ambient measurement would be 16 pptv (S/N = 2,
1 min) if the instrument background were the same as that
during the calibration study (∼3300 Hz).

The time response of HNCO in the CIMS system can be
characterized from the drop in the signal when the HNCO
calibration is removed. Figure 7a shows this decrease along
with a fit to a double-exponential equation. In this case, most
of the drop in signal was accounted for with a time constant
of 2.3 s. There was a longer “tail” in the signal that had a time
constant of 48 s. Both time constants are longer than the res-
idence time of the inlet (<0.5 s). Nevertheless these surface
effects play only a minor role in the case of HNCO and do
not significantly affect the time constant of the measurement.

Measurements of HNCO have been limited to pyrolysis
and combustion studies and some industrial hygiene studies
in factories that work with isocyanate polymers. The meth-
ods include FTIR which is rapid and specific (Hansson et al.,
2004), sample condensation and derivatization with a reagent
containing an HO- or HNR- group (Karlsson et al., 2001),
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Fig. 7. Panel(a) shows the response of the NI-PT-CIMS to the
HNCO standard (gray line), introduced through the entire inlet. A
double exponential fit to the HNCO signal when the standard was
removed (dashed line) is also shown. Panel(b) shows the results
of HNCO calibrations under dry (circles) and 30% humidity (trian-
gles).

and selective hydrolysis and detection as NH3 (Krocher et
al., 2005). All of these methods are limited either by low
inherent sensitivity, or require significant sample collection
times. The CIMS method presented in this work constitutes
a significant advance in HNCO measurement capability and
will provide rapid and sensitive ambient measurements of
this compound.

3.4 Hydrochloric and Nitric acids (HCl and HNO 3)

Several HCl and HNO3 calibration experiments were per-
formed with both the diluted and un-diluted inlet, and with
and without pre-dilution. Virtually no HNO3 signal could
be detected when the standard was added to the front of the
biomass burning inlet. Only addition of HNO3 directly in
front of the ion flow tube produced a signal that equilibrated
in a reasonable length of time (10 to 20 min) (Fig. 5). These
observations are qualitatively consistent with the results of
Neuman et al. (1999) who showed that HNO3 adsorption on
inlets can be substantial. The time constant for decay of the
HNO3 signal when the HNO3 standard was removed from
directly in front of the flow tube was approximately 8 min.
We conclude that while the method has intrinsically good
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sensitivity towards HNO3 (see Fig. 5), the inlet used did not
permit measurement of this species in the biomass burning
experiment.

Hydrochloric acid exhibited better behavior (measurable
signals in any inlet configuration), however inlet equilibra-
tion times were still quite long (>90 s). Again, the intrinsic
sensitivity of this method for HCl is good (2–4 cts/pptv), but
the inlet configuration used in the fire experiment did not per-
mit a quantitative measurement.

3.5 Application of NI-PT-CIMS to biomass burning
measurements

Instrumental performance during the biomass burning stud-
ies are discussed here, with further description of the scien-
tific conclusions from the biomass burning experiments will
be presented elsewhere (Veres et al., 2010b; Burling et al.,
2010). A timeline from one of the biomass burning exper-
iments is shown in Fig. 8a for HONO, HNCO, CO2, and
CO. Two well recognized regimes are noted in this profile:
(1) a flaming stage in which relatively efficient combustion
produces mostly CO2 emissions, and (2) a smoldering stage
in which the combustion is cooler and therefore relatively
inefficient resulting in substantial CO emissions. The fast-
response CIMS measurement permits us to conclude that
HONO is related to efficient combustion since it correlates
quite closely with CO2 emissions. In contrast the HNCO
emissions are most closely related to flaming stage CO, as is
shown in Fig. 8c where HNCO is correlated with CO mea-
surements (interpolated to a 1-s timeline). The HNCO/CO
flaming stage slope is 0.28% in this experiment, and is likely
related to the C/N pyrolysis chemistry that takes place in
biomass burning (Hansson et al., 2004).

The only compound that can be compared between the
inorganic acids measured by the NI-PT-CIMS and the in-
stack FTIR instrument is HONO. Figure 8b shows that the
comparison between the two measurements for this fire was
very good, (slope CIMS:FTIR = 1.09,R2

= 0.991). Veres et
al. (2010b) show that the over-all correlation between CIMS
and FTIR HONO was good (R2

= 0.978) and there does ap-
pear to be a 17% bias in the CIMS measurement, but this is
within the combined uncertainties of the two measurements.
The CIMS data have not been corrected for NO2 and HNO3
interferences. Since the total NOx (NO + NO2) values, were
6–10 times the HONO values, it is possible that some inlet
production accounts for the slightly higher HONO observed
by the CIMS.

3.6 Application of NI-PT-CIMS to ambient air
measurements

The use of this method for ambient measurements of inor-
ganic acids will benefit from reduction in instrument back-
grounds and in understanding and controlling system inter-
ferences. System backgrounds seem to arise from two fac-
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Fig. 8. A timeline (a) for the emission of: HONO measured
by CIMS (open circles) and by FTIR (green line), HNCO (open
squares), CO2 (blue line) and CO (red) during a biomass burning
experiment. Also shown is(b) the correlation of both HONO mea-
surements with CO2 and (c) the correlation of HNCO with CO,
showing the correlation with flaming-stage CO of 0.28% (dashed
line).

tors; material adsorbed on the surfaces of the ion flow tube,
and impurities in the ionization source. Heating the ion flow
tube and ionizer slightly (80◦C) is suggested as a means to
reduce surface adsorbed material. The addition of NH3 to
CIMS systems to reduce backgrounds in HNO3 measure-
ments, has been described by Huey et al. (1998) and Neuman
et al. (2002), and was suggested as a solution to the high
background of nitrate and perhaps other acid anions, since
NH3 appears to react with surface-adsorbed nitric acid to pre-
vent it from desorbing into the gas phase. However, prelimi-
nary work by one of our co-authors (J. A. Neuman, personal
communication) with the SiF−5 CIMS, indicated that NH3 ad-
dition slows the response time to formic acid in that system.
We interpret this to be a result of surface NH3-HC(O)OH
complexes that are still partially volatile. A complete as-
sessment of NH3 addition for the NI-PT-CIMS is beyond the
scope of this paper and awaits further work. System back-
grounds increased whenever the system was opened to room
air to replenish the acetic anhydride sample, as required ev-
ery few days in the above BB configuration. This problem
can be eliminated through the use of a larger reservoir, or
one that can be refilled without opening.

Interferences can be caused by ion decomposition or by
unwanted neutral chemistry as described above for HONO
and HNO3. The NI-PT chemistry produces simple conjugate
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anions, i.e. HCl produces Cl− , etc., which are often quite sta-
ble thermodynamically with respect to other ions, especially
clusters. This amplifies the need for careful examination of
species or processes that might interfere in ambient measure-
ments.

4 Conclusions

The NI-PT-CIMS technique has been applied to the common
volatile inorganic acids, HCl, HONO, and HNO3, and the
pyrolysis product isocyanic acid (HNCO), and was found to
provide a rapid and sensitive means for their measurement
in the atmosphere. Intrinsic sensitivities to these species was
quite good (6–16 ion cts/pptv) and the corresponding detec-
tion limits were reasonably low (16–50 pptv) compared to
atmospheric levels. The detection limits were limited by sys-
tem backgrounds at the ion of interest, hence are subject to
improvements in ion source and flow tube cleanliness. The
system, as configured for biomass burning experiments, had
unacceptably long surface equilibration times for HNO3 and
HCl, but permitted rapid response (<2.5 s) to HONO and
HNCO. Comparison of NI-PT-CIMS HONO measurements
in the BB studies to those made by open path FTIR showed
good correlation (R2

= 0.978) and an average positive bias
of 17% for the NI-PT-CIMS measurement, which is with-
in the combined uncertainties of the measurements. Appli-
cation of this CIMS method to ambient measurements will
require careful attention to inlet, zeroing, calibration and in-
terference issues.
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