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Abstract. The development of an unpowered permeation de-
vice for continuous calibration of in-situ instruments measur-
ing atmospheric volatile organic compounds (VOCs) is de-
scribed. Being lightweight and compact, and containing only
negligible amounts of chemicals, the device is especially
suited for field use such as on board aircraft. Its speciality
is to maintain the permeation process in thermal equilibrium,
so that the instantaneous permeation rate can be ascribed to
a simple temperature measurement. This equilibrium state
is maintained by a combination of three features: (i) a thin
PTFE membrane as permeation medium which guarantees
short stabilization times, (ii) a water bath as heat buffer,
and (iii) a vacuum-panel based insulation, in which features
(ii) and (iii) minimize temperature drifts to∼30 mK h−1 per
Kelvin temperature difference to the environment. The re-
spective uncertainty of the permeation rate due to thermal
non-equilibrium is kept below 1 %. An extensive theory
part details the major permeation processes of gases through
porous polymers, being Fick’s diffusion, Knudsen flow, and
viscous flow. Both the measured stabilization time and the
measured temperature dependence of the permeation rate in-
dependently indicate that the permeation can be described by
a viscous flow model, where diffusion of the gas molecules
in large pores (having a diameter of>0.05 µm) dominates.

Correspondence to:A. Zahn
(andreas.zahn@kit.edu)

1 Introduction

Volatile organic compounds (VOCs) such as carbonyls, alco-
hols, organic nitrates, organic pernitrates, and peroxides are
extremely relevant for the chemical processing in the atmo-
sphere (Jenkin et al., 1997; Williams, 2004). They serve as
fuel for the photochemical production of ozone (Atkinson,
2000), contribute significantly to the organic components of
aerosol particles (Odum et al., 1996, 1997; Jimenez et al.,
2009; de Gouw et al., 2011), and produce free radicals in-
fluencing the oxidizing capacity of the atmosphere (Singh
et al., 1995; Wennberg et al., 1998). However, the quan-
titative knowledge of their atmospheric budget, i.e. sources
and sinks as well as their spatial and temporal variation in
the atmosphere is still limited (Pozzer et al., 2010). Reli-
able analytical tools for their accurate measurement in the
atmosphere are a prerequisite for a better quantitative under-
standing of the controlling processes. That is, an accurate
and reliable calibration system is an essential requirement
for state-of-the-art VOC instruments. Calibration systems for
in-situ instruments rely either on static or dynamic methods
(Namiesnik, 1984).

Static methods are based on mixtures of calibration gases
stored in closed housings such as high-pressurized gas cylin-
ders with previous wall treatment (Rhoderick and Miller,
1993; Apel et al., 1994, 1998). These calibration cylinders
are robust and usually contain a suite of species. The concen-
trations in the bottle are typically 1 ppmv and their uncertain-
ties usually 5–15 % depending on compound and preparation
method (Apel et al., 1998; Rappengl̈uck et al., 2006; Wyche
et al., 2007). Despite being a suitable method for calibrat-
ing a large number of species, a number of loss processes
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may occur, especially in case of reactive/polar compounds,
e.g. oxygenated compounds including some aldehydes, alco-
hols and specially acids (Barratt, 1981; Rappengl̈uck et al.,
2006). That is, these VOCs may degrade in cylinders over
time and in addition may not quantitatively be extracted due
to adsorption on the cylinder surface. Further uncertainty
may be generated when diluting the calibration gas to the de-
sired concentration, which is mostly done using mass flow
controllers, pressure controllers, and/or critical orifices.

In dynamic methods a continuous flow of the relevant an-
alyte is diluted into a carrier gas stream. Dynamic methods
most commonly used are mixing of gas streams, diffusion
methods, capillary injection, syringe injection and perme-
ation devices (Namiesnik, 1984; Jardine et al., 2010; Isaac-
man, 2011). Diffusion methods and permeation devices are
extensively used for the calibration of instruments measur-
ing VOCs in low concentrations (Williams, 1976; Gautrois
and Koppmann, 1999; Washenfelder et al., 2003; Jost, 2004;
Thompson and Perry, 2009; Veres et al., 2010). These meth-
ods are suitable for a large range (>500) of species including
reactive/polar compounds, unlike static methods. However,
compounds that have high vapour pressures and are in the
gas phase at room temperature (such as all alkanes and low
number (≤C4) alkenes) are not usuable for permeation de-
vices.

For atmospheric in-situ measurements onboard aircraft,
permeation devices have several advantages over high-
pressurized gas cylinders. These are light weight, small vol-
ume, and the ability to meet safety clearance due to the lack
of overpressure and the use of only very small amounts of
chemicals. However, power loss during transport or before
take-off due to fuelling of the aircraft can push the perme-
ation system from equilibrium and thus prevents accurate
calibration until equilibrium is once again reached.

In this paper we describe a new calibration system de-
veloped for calibrating our airborne proton transfer reaction
mass spectrometers (PTR-MS). Using water as heat buffer,
combined with vacuum-panel based insulation and a fast sta-
bilizing permeation membrane, we have conceived a calibra-
tion system that has the portability and robustness of regular
permeation sources, without the requirement for temperature
stabilization. Its actual permeation rate is solely a function of
temperature which can be accurately measured. With these
characteristics, the presented calibration source is especially
suitable for field applications, e.g. on board aircraft.

2 Permeation devices

Permeation methods have been developed in the 1960s
(O’Keeffe and Ortman, 1966) as standard for trace gas analy-
sis and have been used extensively since. They usually com-
prise a short polymer tube sealed at both ends by glass plugs
and filled with the analyte of interest. The analyte vapour
dissolutes into the polymer, diffuses through it, and finally

mixes into the sample gas stream. For most analytes, the
permeation rate is strongly dependent on temperature. A
common rule of thumb states that for every degree Celsius
of temperature increase, the permeation rate increases by 5–
10 % (VICI Metronics, 2004). This relationship holds be-
cause the permeation rate (P) usually shows an Arrhenius-
like behaviour (Mitchell, 2000; Washenfelder et al., 2003;
Tumbiolo et al., 2005):

P = P0 ·exp

(
−

E

R ·T

)
, (1)

whereP0 is a constant (unit: ng s−1), E the activation energy,
R the gas constant andT the absolute temperature.

Thus, in order to maintain quantified and constant perme-
ation rates, permeation devices are kept in temperature con-
trolled conditions before and during their use. The time un-
til a permeation device reaches an equilibrated state, the so-
called stabilization time, typically ranges from hours to days
(Williams, 1976).

In the following Sect.3 an introduction to the theory that
describes the transport of gases through polymers is given.
Special attention will be given on its temperature dependence
and stabilization time.

3 Permeation: a theoretical description

3.1 Gas transport through polymers

As initially described by Thomas Graham, the transport of
small molecules through a polymer membrane occurs due to
random molecular motion of individual molecules (Pandey
and Chauhan, 2001). The driving force behind the trans-
port is the concentration difference across the polymer mem-
brane.

At steady state, this transport can be described in terms of
Fick’s first law of diffusion, according to which the flux J (in
direction of the concentration gradient) is proportional to the
concentration gradient∂c/∂x and the diffusion coefficientD
(unit: m2 s−1):

J = −D ·
∂c

∂x
, (2)

and in the integrated form:

J = D ·
c2−c1

l
(3)

with l the membrane thickness andc1, c2 the concentrations
below and above the membrane. In ideal case, the analyte
concentration c dissolved in the polymer will be given ac-
cording to Henry’s law:

c = S ·p (4)
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with S the solubility andp the pressure. Combining Eqs. (3)
and (4) gives the well-known permeation equation (Klopffer
and Flaconneche, 2001):

J = D ·S ·
p2−p1

l
(5)

wherep1 andp2 are the ambient partial pressures on the two
sides of the membrane. The productD ·S is intrinsic to the
membrane material and is defined as the permeability coeffi-
cient B:

J = B ·
p2−p1

l
. (6)

This approach, usually known as solution diffusion model
(Stannett, 1978; Stern and Trohalaki, 1990), only works
for special membrane materials, namely homogeneous non-
porous polymers. However, polymers typically used in per-
meation devices (see below) are porous. Here, adsorption in
the polymer and hopping of molecules from pore to pore oc-
cur as well, which usually dominate over permeation due to
solution-diffusion transport.

The most prominent polymer used in permeation de-
vices is polytetrafluoroethylene (PTFE). PTFE is a porous
semicrystalline material (Xiuli et al., 2003; Yi-Yan et al.,
1980; Mohamed and Abdel-Hady, 2007), i.e. it is formed
of amorphous and crystalline regions. Already 50 yr ago,
Michaels and Bixler(1961a,b) showed that sorption and dif-
fusion in semicrystalline polymers take place exclusively in
the amorphous regions. The crystalline zones however act as
impermeable barriers for diffusion.

To describe the transport in porous materials, the gas trans-
port is parametrized either as viscous (or Poiseuille) flow
and/or as Knudsen flow (Fig.1). Which flow prevails de-
pends on the ratio between the pore diameterd and the mean
free path of the gas molecule in the poresλ, called Knudsen
number:

Kn =
λ

d
(7)

For Kn � 1 (small pores), where the number of molecule-
wall collisions exceeds the one of intermolecular collisions,
the permeation is better described by the Knudsen model.
For kn � 1 (large pores), the permeation follows a viscous
flow where intermolecular collisions dominate. Forkn ∼ 1,
the so-called transition flow applies where a combination of
both regimes occurs.

According toKim et al.(2009), λ can be approximated by:

λ =
κ ·T

√
2π ·p·dm

2
(8)

whereκ is the Boltzmann constant,p is the pressure, anddm
is the diameter of the gas molecule.

In the following the basic equations describing Knudsen
flow and viscous flow are outlined, based on a review by
Rutherford and Do(1997) and Choi et al. (2001). Here,

Fig. 1. Permeation mechanisms:(a) solution-diffusion based on
Fick’s law, (b) Knudsen flow prevailing at small pores,(c) viscous
or Poiseuille flow occurring at large pores.

the temperature dependence of the permeation rate for both
regimes is given and later (Sect.5) compared with experi-
mental results.

3.1.1 Knudsen flow (small pores)

Knudsen diffusion dominates the transport regime if the pore
sizes are small (kn � 1). In this case, the analyte flow de-
pends on the concentration difference and hence on the par-
tial vapour pressure difference. In practice, where the per-
meation device is flushed by an analyte-free carrier gas, the
diffusion coefficient depends only on the vapour pressurepυ

of the analyte within the permeation device. The diffusion
constant for Knudsen flow is parameterized as (Rutherford
and Do, 1997):

DK =
d

3

√
8·R ·T

πM
(9)

whereM is the molecular weight. The steady state flow is
described as (Choi et al., 2001):

JK = DK ·
ε ·pυ

τ ·R ·T · l
(10)

with ε the porosity,pυ the analyte vapour pressure, andτ the
tortuosity factor. The latter is in the most simple manner just
the ratio between the real pathway a molecule travels through
the polymer and the direct path, in our case the membrane
thicknessl (Epstein, 1989).

Most parameters in Eqs. (9) and (10) are material con-
stants, parameters, or physical constants and thus indepen-
dent of temperature. Combing them toJ 0

K , the permeation
rate described by the Knudsen flow shows the following tem-
perature function:

JK = J 0
K ·

pυ(T )
√

T
, (11)

with

J 0
K =

d ·ε

3τ · l

√
8

π ·M ·R
. (12)
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3.1.2 Viscous flow (large pores)

If the pore sizes are large compared to the mean free path
(kn � 1), the number of intermolecular collisions dominate
and the flow is governed by viscous flow in the gaseous
phase. Such transport, in contrast to Knudsen flow, is driven
by the total pressure gradient. The diffusion coefficient is
defined as (Rutherford and Do, 1997)

DV =
d2

· p̄

32µ
(13)

whereµ is the gas viscosity and̄p the mean pressure within
the permeating membrane, i.e.p̄ = (pυ +pair)/2, with pair
the total pressure in the carrier gas. At steady state the flux is
(Choi et al., 2001):

JV =
DV ·ε

τ ·R ·T · l
1p (14)

where1p is the pressure difference below/above the mem-
brane or inside/outside the permeation device,1p = pυ −

pair.
The gas viscosityµ shows the following temperature de-

pendence

µ = µ0(T0) ·
T0+CS

T +CS
·

(
T

T0

)3/2

(15)

with µ0(T0) the gas viscosity at the reference temperatureT0
of typically 298.15 K andCS the Sutherland’s constant. As
CS of acetone is with 542 K very high (Hoffmann, 1962), µ

roughly scales withT 3/2. Therefore, the temperature depen-
dence of the viscous flow can be expressed as:

JV = J 0
V ·

(pυ(T )+pair) ·(pυ(T )−pair)

(T /T0)
5/2

(16)

with

J 0
V =

d2
·ε

16µ0(T0) ·τ ·R · l
(17)

3.2 The stabilization time

As outlined in the introduction, one drawback of permeation
sources is the long stabilization time, i.e. the time lag be-
tween the stabilization of temperature and permeation rate.
According toRutherford and Do(1997), this stabilization
time for the Knudsen and viscous regime,θK andθV , is:

θK =
l2

6DK

(Knudsen flow) (18)

and

θV =
l2

3DV

(viscous flow) (19)

That is, in both cases the stabilization time scales with the
square of the membrane thicknessl. This strong dependence

forced us to choose a thin membrane for our permeation de-
vice which is still robust enough to withstand the pressure
gradient1p. The expected short stabilization times are con-
firmed in Sect.5 where the measured time lag is compared
with the Eqs. (18) and (19).

3.3 Conclusion on theoretical analysis

In Sect.3.1 the two possible approaches describing the per-
meation of gases through polymers are outlined. Two impor-
tant characteristics are common to them: (1) a strong rela-
tionship between permeation rate and temperature. (2) The
strong (mostly exponential) temperature dependence of the
analyte vapour pressure dominates the temperature depen-
dence of the permeation rate. The question finally is what
flow regime holds for PTFE, the most widely used polymer
for permeation devices. In PTFE a broad range of pore sizes
have been measured, primarily between 0.3 and 0.7 µm (Xi-
uli et al., 2003). The mean free path for acetone at room tem-
perature (where its vapour pressure is∼500 hPa) is∼0.05 µm
(Eq. 8). Hence, withkn ∼ 10 the viscous flow regime is ex-
pected to dominate. In Sect.5, we will assess what flow
regime describes our experimental results best. Further note
that hysteresis effects can occur in systems where absorbed
molecules are strongly bound in the polymer, a process that
is not expected in PTFE (Duncan et al., 2005).

4 Experimental

4.1 The PTRMS technique

The characterization of the presented calibration source was
performed using the experimental setup shown in Fig.2. The
acetone measurements were done with a PTR mass spec-
trometer, as described in detail by (Lindinger et al., 1998;
de Gouw and Warneke, 2007; Blake et al., 2009).

The calibration source (described in the next section) was
filled with isotopically labelled acetone, namely D-6 ace-
tone (Aldrich Chemical Co., USA) having a mass of 64 amu,
in contrast to natural (atmospheric) acetone with mass of
58 amu. This isotope labelling of calibration gas is an of-
ten applied technique in mass spectrometry. In this case
the calibration gas can permanently be added to the sam-
ple flow. Besides negligible isotope fractionation effects, it
behaves chemically identical as the gas in the sample gas,
but is detected at another mass with losing very little sam-
pling time (Bandy et al., 1993; Blomquist et al., 2010; Roiger
et al., 2011). Moreover, it allows higher measurement accu-
racy due to the (almost) continuous calibration, in contrast to
occasional calibrations with calibration gas cylinders. This
advantage is of particular importance during aircraft deploy-
ment where the air mass composition and thus parameters af-
fecting the instrument sensitivity (e.g. humidity) may change
quickly. Synthetic air was enriched with D6-acetone from
the calibration gas system and measured. For verifying the
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Fig. 2. Experimental setup. Sample air having a well-defined mix-
ing ratio of acetone is generated (left side). For that, air from
a cylinder filled with standard gas (Apel-Reimer Environmental,
USA) having an acetone mixing ratio of 500 ppbv is mixed with
synthetic air. Two mass flow controllers (MFC) lead to a sample
gas flow of 35 sccm with an acetone mixing ratio of 16.1 ppbv. This
air flow is guided through the calibration gas source filled with iso-
topically labelled acetone, latter referred as D6-acetone. Thereafter,
the air goes either directly into a PTR mass spectrometeror before
through a VOC scrubber (Pt-catalyst controlled to 350◦C) for mea-
suring the background signal.

stability of the calibration system, once every 100 min natu-
ral acetone from the calibration gas cylinder was added for
10 min and for another 10 min the background signal was
measured using VOC-free air generated by guiding the sam-
ple air through the VOC scrubber (zero air).

4.2 The unheated permeation device

As outlined in the introduction, permeation sources are usu-
ally controlled to a defined temperature. The device de-
scribed here is unheated, i.e. its permeation rate floats in de-
pendence of the temperature gradient between outside and
inside of the device, its heat capacity, and its thermal insula-
tion to the environment. The only way to accurately derive
the permeation rate is to guarantee that the parameters deter-
mining the instantaneous permeation rate follow the temper-
ature drift of the system dT /dt . In this case, the permeation
is in thermal equilibrium and the permeation rate is only a
function of the temperature of the device which can simply
and accurately be measured. This equilibrium condition is
achieved by considering two technical features for our per-
meation system: (i) by using a thin membrane (having a sur-
face of only some mm2) instead of the usually applied much
bigger permeation tubes with larger wall thickness. Such a
membrane strongly reduces the stabilization timeθ (Eqs.18
and19). (ii) By strongly reducing the temperature drift of the
system by a combination of an extremely efficient insulation
and a large heat capacity of the system. A schematic view of
the permeation system is indicated in Fig.3.

It consists of a stainless-steel (SS) cube filled with∼0.7 l
of water which has (besides ammonia) the largest specific

Carrier
Gas

Vacuum
Insulation

PTFE Membrane

Stainless Steel

Analyte

Water

FEP Coated 
Aluminium

Fig. 3. Schematic view of the calibration system. Five 0.35 ml
cylindrical recipients (here, only one is shown) filled with differ-
ent liquid analytes are surrounded by a water bath. The 0.4 mm
thick PTFE membrane works as permeating polymer and provides
sealing for the liquid analyte. The “active” area through which per-
meation occurs is 6 mm2. A fluorinated ethylene propylene (FEP)
coated aluminium cap sealed with viton O-rings encloses the five
permeation membranes. Sample gas enters and leaves the system
via perfluoroalkoxy (PFA) fittings fixed into the cap.

heat capacity cv (4.2 kJ (kg K)) of any substance. Five recip-
ients each having a volume of 0.35 ml for up to five different
analytes are immersed into the water bath and thus have ex-
actly the same temperature as the SS cube and the water bath.
Its temperature is accurately measured using three NTC ther-
mistors glued on different places of the SS cube for higher
accuracy. The PTFE membrane is pressed into the SS cube
by a 1 mm thick SS disc. The membrane is 0.4 mm thick
and has a diameter of∼2.8 mm which results in an active
surface of only∼6 mm2 compared to∼400 mm2 of typical
commercially available permeation tubes (having a length of
∼20 mm and a diameter of∼1/4). The entire system is en-
closed with six 4 cm thick vacuum insulation bricks (va-Q-
tec, Germany) that have an extremely low thermal conductiv-
ity of less than 0.005 W/(m K), comparable to an insulation
of 30–40 cm with typical insulation foam. To prevent satura-
tion of the sealing materials and the inlet/outlet lines of the
calibration device during power down, a sophisticated vent-
ing system was developed. It consists of a micro diaphragm
pump (Gardner Denver Thomas, USA) that consumes only
35 mW and enables a flow of 150 sccm (standard cubic cen-
timetre per minute). It is powered by two goldcap capaci-
tors, each with a capacity of 1500 Farad at 2.5 V (BOOST-
CAP, Maxwell Technologies, USA). A tiny electronic circuit
switches the micro pump on and off for 20 s each. The en-
ergy stored in the goldcaps is sufficient to power the pump for
about ten days and thus easily bridges possible transportation
time to and from the airport or times in the laboratory when
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the system is switched off. The entire calibration system
along with the venting system weighs altogether less than
3 kg.

4.3 Temperature drift of the permeation rate

In this section, we calculate the temperature drift of the de-
vice dT /dt in dependence of the temperature gradient be-
tween outside and inside the calibration system and finally
compare the result with the measured temperature drift. The
permeation device has two main pathways leading to a heat-
ing power (H ): (i) across the insulationHins and (ii) the in-
flowing sample airHair.

H = Hins+Hair (20)

Hins is the product of the heat conductance of the vacuum in-
sulation box given by the manufacturer ofUins = 0.017 W/K
and the temperature gradient across the insulation1T . Hair
is the product of the heat capacity of the inflowing sample
air cv,air (=28.97 J/(mol K)), its flow through the devicejair
(=35 sccm) and the temperature gradient between the inflow-
ing sample air and the inner temperature, assumed to be1T

as well:

H = Uins·1T +cv,air ·jair ·1T (21)

This heating powerH results in a temperature drift of the
device dT /dt which is solely determined by the heat capacity
of the device:

H = dQ/dT

= Cv ·dT/dt (22)

The heat capacity of the deviceCv is the sum of the heat
capacity of the water and the stainless steel (SS):

Cv = mwater·cv,water+mSS·cv,SS

= 0.7kg·4.2kJ/(kgK)+0.6kg·0.5kJ/(kgK)

= 3.24kJK−1 (23)

Combing Eqs. (21)–(23), resolving it to dT /dt , and inserting
all physical constants leads to:

dT/dt = (Uins+Cv,air ·jair) ·1T/Cv

= (17mWK−1
+0.7mWK−1) ·1T/Cv

= 20mKh−1
·1T (1T in K) (24)

We also measured the temperature drift of the device by cool-
ing it (without insulation) in a refrigerator to∼1◦C, encased
it thereafter by the insulation elements, and measured its tem-
perature drift together with the temperature of the ambience
(of ∼25◦C) during∼ 20 h. The measured temperature drift
amounted to 30(±1) mK h−1 per Kelvin temperature gradi-
ent over the entire period of 20 h, i.e. exactly a factor of 1.5
larger than the calculated one (Eq.24). This (tolerable) dif-
ference may largely be explained by a∼0.5 cm2 large hole in

the vacuum insulation box acting as feedthrough for the in-
let and outlet sample line and the cables for the temperature
measurements and by the fact that the altogether six insu-
lation elements are not agglutinated in order to allow facile
access. Both, the hole and the avoidance of the agglutination
were not considered in the heat conductance of the vacuum
insulation box given by the manufacturer.

5 Results

In this section, the properties of the new calibration device
are addressed.

5.1 Determination of stabilization time

In order to measure the stabilization timeθ of the calibra-
tion source, the insulation around the calibration device was
removed and the temperature controlled to 43◦C (by using
a heating wire wrapped around the device) for some hours
to guarantee complete thermal equilibrium and a constant
permeation rate. Thereafter, the temperature control was
switched off so that the system cooled with a rate of about
−7 K h−1. After two hours the heating was switched on again
in order to control the temperature to then 30◦C. Figure4 de-
picts the temperature of the permeation device and the mea-
sured D6-acetone mixing ratio. During the entire test period
of 18 h the permeation device was flushed with synthetic air
and the mixing ratio of D6-acetone permeated into the syn-
thetic air was measured by the PTRMS (Fig.2).

Figure4 shows the almost simultaneous decrease of tem-
perature and permeation rate. After temperature stabilization
(at ∼120 min), it took only another∼18 min until the per-
meation rate stabilized. Such short stabilization time can be
compared with equations inferred for Knudsen flow (Eq.18)
and viscous flow (Eq.19), using the parameters listed in Ta-
ble1.

Table 1. Parameters used for calculating the stabilization times for
Knudsen flow and viscous flow.

Parameter Value Unit

Membrane thickness (l) 0.4 mm
Mean temperature (T ) 309 K
Diameter acetone molecule (dm) 0.63 nm
molecular weight of D6-acetone (M) 64.1 g mol−1

Gas viscosity (µ) 7.9 µPa s−1

Vapour pressure of acetone (pυ ) 467.7 hPa
Air pressure (pair) 40 hPa

With these parameters, stabilization times for Knudsen
flow of θK = 13 s and for viscous flow ofθV = 21.6 min are
calculated. The surprisingly good agreement with the ob-
served stabilization time of∼18 min (Fig.4) indicates that
the permeation is indeed better described by the viscous

Atmos. Meas. Tech., 4, 2143–2152, 2011 www.atmos-meas-tech.net/4/2143/2011/



J. Brito and A. Zahn: A new calibration system for continuous in situ atmospheric VOCs measurements 2149

Fig. 4. Temperature of the permeation device (dashed line) and
D6-acetone mixing ratio (straight line) during the entire test period
of 18 h (grapha) and during 100 min around the stabilization point
(graphb).

model, as already speculated in Sect.3.3. This in turn impli-
cates that the majority of the pores in the used PTFE mem-
brane are large compared to the mean free path length of the
acetone molecules in the membrane.

5.2 Temperature dependence of permeation rate

Using the experimental setup shown in Fig.2, the perme-
ation rate was repeatedly measured at various temperatures
between 21 and 45◦C (Fig.5).

The error bars indicate the variability of the typically six
measurement sequences at a certain temperature. At the
lowest temperature (21◦C) only one measurement was per-
formed, because otherwise the laboratory temperature was
higher. As discussed in Sect.2 (Eq.1), the observed temper-
ature dependence of the permeation rate (Fig.5) indeed fits
extremely well an Arrhenius-like behaviour:

P = 3.34·1010
·exp

(
−6023.66

T

)
(25)

Fig. 5. Permeation rate as function of temperature. Dots: average
permeation rate obtained in six temperature cycles and two hours
measurement at each temperature step. The standard deviation is
indicated by the error bars. At 21◦C, only one complete run was
achievable. Line: fit to an Arrhenius equation with a correlation
coefficientR2 of 0.999.

with T in Kelvin andP in pg min−1. The derivative of equa-
tion 25 gives the change of permeation rate with tempera-
ture, being∼6.6 % per Kelvin at∼30◦C. This strong tem-
perature dependence is dominated by the temperature depen-
dent vapour pressurepυ , see Eqs. (11) and (16). Ambrose et
al. (1974) gives a vapour pressure of acetone of

pυ = 1.75·109
·exp

(
−3517.5

T−49

)
. (26)

with T in Kelvin andpυ in hPa. The derivative of Eq. (26)
shows an increase of∼4.0 % per Kelvin around 30◦C. The
remaining change in permeation rate of∼2.6% per Kelvin
can be attributed to the temperature dependence of the diffu-
sion coefficients (Eqs.11and16).

5.3 Flow regime in current permeation device

The next logical step is to fit the equations inferred for Knud-
sen flow (Eq.11) and viscous flow (Eq.16) to the measured
temperature dependence of the permeation rate, in order to
further specify the nature of the dominating permeation pro-
cess. As two material parameters of the used PTFE mem-
brane, namely the porosityε and the tortuosity factorτ , are
not known, the two constantsJ 0

K andJ 0
V were simply chosen

to best fit the measured permeation rate.
As seen in Fig.6, the measured temperature dependence

or slope, respectively, lies between the two theoretical ap-
proaches, however, much closer at the viscous flow regime.
Remember that also the measured stabilization time of the
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Fig. 6. Permeation rate as function of temperature. Dots: mea-
sured data with 1-σ variability (error bars). Fit lines for Knudsen
flow (dotted, equation11) and viscoud flow (dashed, Eq. (16)). Full
line: combination of both flow regimes, see text.

permeation device was between the two calculated values
and much better approximated by the viscous flow regime
(Sect.5.1).

As the membrane will also contain small pores and as the
observed temperature dependence is between the two the-
oretical approaches, we furthermore tested if the measured
permeation rate can as first guess be approximated as linear
combination of the two model approaches, i.e.

P(T ) = x ·Pviscous(T )+(1−x) ·PKnudsen(T ) (27)

A least squares fit indicated a contributionx of 76 % by vis-
cous flow and 24 % by Knudsen flow. Indeed, this simple
linear combination works excellently (full line in Fig.6).

In conclusion, two observables, i.e. the stabilization time
and the temperature dependence of the permeation rate, are
well described with the theoretical description of permeation
of gases through porous polymers, and furthermore, agrees
with the knowledge of pore sizes in PTFE, see Sect.3.3.

6 Temperature-driven drift of permeation rate

With the information provided in the last sections, the drift of
the permeation rate due to changing temperatures and the as-
sociated error in the assumed permeation rate can be inferred.
As indicated in Sect.4.3 the measured temperature drift due
to heat transfer across the insulation is dT /dt = 30 mK h−1

·

1T . Assuming an large temperature gradient between out-
side and inside the permeation rate of1T = 20 K, the temper-
ature drift is dT /dt = 600 mK h−1. During the observed sta-
bilization time of 18 min, the temperature has thus drifted by
180 mK. With the temperature dependence of the permeation

rate of∼6.6 % per Kelvin (Sect.5.2), this small temperature
drift only results in a drift of the permeation rate by 1.2 %.

Such a smal drift is negligible compared to the sum of all
other uncertainties associated with the calibration of instru-
ments for VOC measurements of at least 10 %. Moreover,
as the course of the temperature of the permeation device is
precisely measured, this drift can even be considered in the
determination of the instantaneous permeation rate.

7 Possible applications

The properties of this new type of calibration device for in-
situ VOC measurements can clearly be defined. The advan-
tages are low weight, small size, simplicity and robustness,
and missing demand of electrical power. It is further little
susceptible to contamination and wall losses, as they may oc-
cur for many species in calibration gas cylinders (see Sect. 1).
However and as in the case of all permeation devices, it can
be filled only with compounds having vapour pressures of
below 1 bar at ambient temperatures, i.e. which are liquid.
That is, the calibration device cannot be used for alkanes and
low number (≤C4) alkenes.

A further, in our opinion the most critical disadvantage is
that the recipients cannot be weighed, i.e. the permeation rate
has to be measured before use over the entire range of pos-
sible temperatures (usually 15 to 35◦C) with an independent
calibration device and should be cross-checked in time steps
of some months to confirm the initially measured permeation
rate. One can thus view this calibration device as a working
standard that has to be checked once in a while by a labora-
tory standard. In particular the latter property let us assume
that the use of this permeation device will be limited to field
applications, such as on board aircraft, where the striking ad-
vantages outrival this disadvantage.

8 Conclusions

A robust, unpowered permeation device for calibrating in-
situ instruments for VOC measurements during field use is
presented. The system is modestly small (15× 15× 15 cm)
and lightweight (3 kg, with venting system). It overcomes the
dominating shortcoming of usual permeation devices, that is
the need of permanent temperature stabilization. Without
temperature control the uncertainty of the permeation rate
due to thermal non-equilibrium is below 1 % (shown for ace-
tone), even at temperature gradients of 30 K.

The physical fundamentals for the permeation of gases
(here, acetone) through polymers (here, PTFE) are addressed
in an extensive theory part. The three major transport pro-
cesses of gases through porous polymers are described and
all equations required to characterize the permeation process
are given. This theoretical framework is easily applicable to
other gases and polymers and thus helps to design the opti-
mum technical realization for the respective application. By
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modifying the surface of the permeating polymer (the mem-
brane) and the flow of zero air through the device, arbitrary
gas mixing ratios between<100 pptv and>100 ppbv can
be generated.

Since May 2010 the system is successfully used once
a month during four long-distance flights onboard the
CARIBIC passenger aircraft (Brennikmeijer et al., 2005;
Sprung and Zahn, 2010) for calibrating acetone mea-
surements. The extension to further species will be
implemented soon.
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