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Abstract. Long-term monitoring of carbon monoxide (CO)
mixing ratios in the atmosphere over the Pacific Ocean is
being carried out on commercial cargo vessels participat-
ing in the National Institute for Environmental Studies Vol-
untary Observing Ships program. The program provides a
regular platform for measurement of atmospheric CO along
four cruise routes: from Japan to Oceania, the United States,
Canada, and Southeast Asia. Flask samples are collected
during every cruise for subsequent analysis in the labora-
tory, and in 2005, continuous shipboard CO measurements
were initiated on three of the routes. Here, we describe the
system we developed for onboard measurement of CO mix-
ing ratios with a commercially available gas filter correlation
CO analyzer. The fully automated system measures CO in
ambient air, and the detector sensitivity and background sig-
nals are calibrated by referencing the measurements to a CO-
in-air standard gas (∼1 ppmv) and to CO-free air scrubbed
with a catalyst, respectively. We examined the artificial pro-
duction of CO in the high-pressure working gas standards
during storage by referencing the measurements to CO stan-
dard gases maintained as our primary scale before and after
use on the ships. The onboard performance of the contin-
uous CO measurement system was evaluated by comparing
its data with data from laboratory analyses of flask samples
using gas chromatography with a reduction gas detector. The
reasonably good consistency between the two independent
measurement methods demonstrated the good performance
of both methods over the course of 3–5 years. The continu-
ous measurement system was more useful than the flask sam-
pling method for regionally polluted air masses, which were
often encountered on Southeast Asian cruises.
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1 Introduction

Atmospheric carbon monoxide (CO) is an important trace
gas in the tropospheric photochemistry. Because most of the
hydroxyl (OH) radicals in the troposphere are consumed by
reaction with CO, CO influences the distribution of other re-
duced trace gases such as methane by changing the oxida-
tion capacity of the atmosphere (Logan et al., 1981). Al-
though CO is naturally produced by oxidation of hydrocar-
bons in the atmosphere, fossil fuel combustion and biomass
burning account for a large portion of surface CO emissions.
The atmospheric distribution of CO is determined mainly by
the locations of emission sources and by subsequent long-
range transport of air masses containing CO, because of its
relatively long lifetime, typically∼2 months in the tropo-
sphere. These two factors result in complexity in the tem-
poral and spatial variations of CO on a global scale (Novelli
et al., 1998a). Therefore, additional observational evidence
is needed for a better understanding of the factors affecting
temporal and spatial variations of CO and its effect on the
oxidation capacity of the atmosphere.

To improve our understanding concerning the global dis-
tributions of CO, investigators have made stationary, ship-
board, airborne, and satellite observations of CO during the
past decades. For example, Novelli et al. (1998a, 2003) used
a global air-sampling network of 49 surface stations estab-
lished by the National Oceanic and Atmospheric Adminis-
tration (NOAA) Earth System Research Laboratory’s Global
Monitoring Division (GMD) to capture the global distribu-
tion of CO and long-term trends in CO mixing ratios in the
lower troposphere. Yashiro et al. (2009) made shipboard ob-
servations of CO on the basis of flask sampling in the west-
ern Pacific, reporting long-term trend and variability of CO
between Japan–Australia/New Zealand and between Japan–
United States from 1990 to 2006. Several observation pro-
grams made atmospheric observation using civil aircraft over
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a wide area in the upper troposphere and the lower strato-
sphere. Matsueda et al. (1998) reported flask sampling ob-
servations of CO in the upper troposphere over the western
Pacific since 1993 using a passenger aircraft between Aus-
tralia and Japan. Nedelec et al. (2003) reported aircraft ob-
servations of CO made starting in 1997 as a part of the Mea-
surements of Ozone, Water Vapour, Carbon Monoxide and
Nitrogen Oxides by In-Service Airbus Aircraft (MOZAIC)
program, customizing a commercially available infrared an-
alyzer to obtain continuous, high-precision measurements.
Brenninkmeijer et al. (1999) started the Civil Aircraft for
Regular Investigation of the Atmosphere Based on an In-
strument Container (CARIBIC) program in 1997. This pro-
gram is based on an airfreight container equipped with auto-
mated in situ measurement instruments and sampling devices
for observing more than 60 different trace gases and aerosol
properties, and CO is continuously measured by a vacuum
ultraviolet spectrometer (Brenninkmeijer et al., 2007).

Satellite observation can provide global pictures of CO
distributions on a monthly or even daily basis. On the basis
of Measurements of Pollution in the Troposphere (MOPITT)
observations, Yurganov et al. (2005) reported an increase in
the total column abundance of CO in the summer and autumn
of 2002 and 2003 over boreal regions in the Northern Hemi-
sphere. Tanimoto et al. (2008a) diagnosed consistency be-
tween MOPITT observations and emission estimates of CO
from East Asia for the period from 2000 to 2006. Obser-
vations made by the Atmospheric Infrared Sounder (AIRS)
demonstrated its ability to track long-range transport of CO
from emission sources (Yurganov et al., 2008; Tanimoto et
al., 2009a). However, determination of absolute CO mixing
ratios by means of satellites is challenging, and information
on the vertical profiles and structures is often limited (Warner
et al., 2007; Yurganov et al., 2008). Thus satellite observa-
tions of CO still need to be supported and validated by in situ
observations.

Uncertainties in the global CO distribution remain large
because past observations tended to be sporadic and local-
ized. Moreover, interannual variations and long-term trends
of CO are often ambiguous owing to difficulties in measur-
ing CO precisely and accurately. For example, most ground-
based measurements of CO have been made by means of
gas chromatography with reduced gas detection (GC/RGD),
gas filter correlation (GFC)/nondispersive infrared absorp-
tion analysis, or a vacuum ultraviolet resonance fluores-
cence VURF (e.g. Parrish et al., 1994; Gerbig et al., 1996,
1999; Novelli et al., 1998b; Tanimoto et al., 2000, 2009b;
Takegawa et al., 2001; Nedelec et al., 2003; Sawa et al.,
2007). The resulting data often show differences originat-
ing from differences between the measurement techniques
and calibration scales (Novelli et al., 1991, 1998a; Tanimoto
et al., 2007; Ou-Yang et al., 2009; Zellweger et al., 2009).
Novelli et al. (1998b) compared data obtained by eleven lab-
oratories as a part of the program for validation of the Mea-
surement of Air Pollution from Satellites (MAPS) instrument

and found significant differences among several laboratories,
even among laboratories using similar methods and a com-
mon standard gas. Maintenance of CO gas standards is often
plagued by drift of the CO mixing ratios in high-pressure gas
cylinders, particularly at ppbv levels (Novelli et al., 1991,
1994, 2003). Although the drift rate of CO mixing ratios is
only a few ppbv per year (compared to the few tens to hun-
dreds of ppbv CO at which the standards are prepared), the
drift substantially affects derivation of long-term trends and
interannual variability of CO (Zander et al., 1989; Brunke et
al., 1990; Novelli et al., 2003; Zellweger et al., 2009). Fur-
thermore, the drift substantially affects the calibration scales
maintained for long-term atmospheric monitoring programs.
For these reasons, obtaining accurate measurements of CO is
still a challenge, which highlights the need for rigorous con-
trol of the accuracy and precision of CO instrumentation and
calibration scales.

In March 1992, the National Institute for Environmen-
tal Studies (NIES) began observing atmospheric CO by
means of flask sampling followed by laboratory analysis. In
November 2005, NIES started continuous observations of
CO, to better understand CO distributions over the Pacific
Ocean and to examine the possible influences of rapidly in-
creasing human activity in this region. Here we present a new
system for continuously measuring CO, together with quality
assessment and quality control results for CO data obtained
over the course of 5 years.

2 NIES Voluntary Observing Ships program for
long-term atmospheric monitoring

Since 1992, NIES has been operating a long-term program
for monitoring trace gases of atmospheric importance in the
background air over the Pacific Ocean. The NIES Vol-
untary Observing Ships (NIES VOS) program makes use
of commercial cargo vessels because they operate regularly
over fixed routes for long periods and sail over a wide
area between various ports. This program allows system-
atic and continuous measurements of trace gases, provid-
ing long-term datasets for background air in the Pacific re-
gion, spanning wide latitudinal zones in both hemispheres.
Figure 1 shows the current spatial coverage of atmospheric
observations operated in the NIES VOS program. In col-
laboration with maritime shipping companies, present ob-
servations have been made onboard motor vessels (M/V)
Fujitrans World (FTW; owned by Kagoshima Shipping
Co., Japan),Pyxis (PX; owned by Toyofuji Shipping Co.,
Japan),Skaubryn(SKB; owned by Seaboard International
Shipping Co., Canada), andTrans Future 5(TF5; owned
by Toyofuji Shipping Co., Japan) since September 2007,
November 2001, June 2007, and November 2005, respec-
tively. These ships sail between Japan and Southeast Asian
countries (Southeast Asia route, 4-week interval), between
Japan and the United States (North America route, 9-week
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Figure 1. Current geographical coverage of atmospheric monitoring in the NIES VOS 4 

program: Southeast Asia route by Fujitrans World (blue); North America route by Pyxis 5 

(purple) and Skaubryn (green); Oceania route by Trans Future 5 (red). For atmospheric CO, 6 
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conducted along the route indicated by the dashed lines. Dots denote flask sampling points.  9 
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Fig. 1. Current geographical coverage of atmospheric monitoring in the NIES VOS program: Southeast Asia route byFujitrans World
(blue); North America route byPyxis (purple) andSkaubryn(green); Oceania route byTrans Future 5(red). For atmospheric CO, both
continuous measurement and flask sampling followed by GC/RGD analysis are being conducted along the three routes indicated by solid
lines, whereas only flask sampling is conducted along the route indicated by the dashed lines. Dots denote flask sampling points.

interval), between Japan and Canada (North America route,
8-week interval), and between Japan and Australia and New
Zealand (Oceania route, 6-week interval), respectively.

2.1 Setup for atmospheric observations

We set up a laboratory in a room in the cabin of each ship,
and installed an observation system customized for atmo-
spheric monitoring. The system needs to be robust because
it runs in automatic mode under the relatively severe con-
ditions on a ship during cruises (e.g. conditions created by
vibration from the ship’s engine and sea swell). Moreover,
for the ship’s safety, the instruments do not allow the use
of hazardous substances and gases. Our observation sys-
tem consists of an atmospheric observation system and a data
management system. Electric power is supplied by the ship’s
generator through a transformer equipped with an automatic
voltage regulator and an uninterruptible power supply to pro-
vide rectified electric current, because the voltage of the
ship-generated electric power fluctuates. A constant volt-
age and constant frequency unit is used for the continuous
measurement system.

2.2 Atmospheric observation system

The atmospheric observation system had consisted of a con-
tinuous measurement system of CO2 and O3, and a flask
sampling system of long-lived trace gases for later labora-
tory analysis. Here a continuous measurement system of CO
was newly installed on the ships in operation along three of
the four routes: the Oceania route by M/V TF5, the North

America route by M/V SKB, and the Southeast Asia route by
M/V FTW (Fig. 1). Prior to this installation, the CO mixing
ratios were analyzed in flask samples only. Intakes to sam-
ple ambient air for continuous measurements and flask sam-
plings are individually placed at the top deck of each ship to
avoid or, at least, minimize contamination originating from
the ship’s exhaust.

For continuous measurements, ambient air sampled at the
intakes are delivered to the observation room through stain-
less steel tubing for CO and CO2 while through Teflon tubing
for O3 to avoid potential loss of O3 onto the metal surface. To
remove dust and condensed water, air samples pass through a
Teflon filter and a glass water trap before being introduced to
the individual measurement systems. The detailed configura-
tions of the CO2 and O3 measurement systems were reported
in our previous publications (Watanabe et al., 2005; Chierici
et al., 2006; Nara et al., 2011), and the CO measurement sys-
tem will be described in the following section.

Flask air samples are collected with an automatic air sam-
pler unit (SU701, Kimoto Electric Co., Osaka, Japan) for
later laboratory analysis (Fig. 2). The sampling system con-
sists of air sampling equipments, a cryogenic dryer, a metal
bellows pump, a solenoid valve unit, an air compressor, and
a controlling device. The air sampling equipment consists of
seven sampling flasks (2.5-L Pyrex or 3.3-L electro-polished
stainless steel flasks) equipped with two air-actuated stop-
cocks and sealed with Viton O-rings (for glass flasks) or Ni-
Co alloy diaphragms (for stainless steel flasks). These flasks
are housed in an aluminum case to prevent physical damage
and to avoid sunlight, which might photodegrade gas species
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Figure 2. Schematic diagram of a flask sampling system for the NIES VOS program. Thick 2 

and thin solid lines denote lines for sample and compressed air respectively. Thick dashed 3 

lines denote the electric wiring that connects the system control device with discrete 4 

components of the system. 5 

Fig. 2. Schematic diagram of a flask sampling system for the NIES VOS program. Thick and thin solid lines denote lines for sample and
compressed air respectively. Thick dashed lines denote the electric wiring that connects the system control device with discrete components
of the system.

(e.g. Novelli et al., 1992). The metal bellows pump (MB-
151, Metal Bellows Corp., MA, USA) and the solenoid valve
unit are computer-controlled by means of the system con-
trol device. The solenoid valve unit controls the supply of
compressed air to operate the air-actuated stopcocks. The
system control device is linked to a GPS system, to which
the latitude and longitude of the sampling locations (Fig. 1)
are predesignated. Ambient air sampled at the air intake is
drawn by means of the metal bellows pump through stainless
steel tubing at a flow rate of 5 STP (standard temperature
and pressure) l min−1. After the sampled air is dehumidified
by passage through a cryogenic dehumidifier kept at about
−48◦C, the air is introduced into a glass or stainless steel
sampling flask. The flask is rinsed by the sample air for the
first 15 min (glass) or 5 min (stainless steel), followed by am-
bient air collection for 4–5 min, pressurized up to 1.57 MPa
and 2.45 MPa for glass and stainless steel flasks, respectively.
The line pressure and the operating records are logged to con-
firm completion of each sampling and to check the operating
conditions after the voyage during maintenance access.

When the ship is berthed at its Japanese port, the air sam-
pling equipment is removed from the ship and taken to NIES
for analysis. All the flask samples are typically analyzed
within 1 to 2 month after collection of ambient air. Mix-
ing ratios of CO as well as CO2, CH4, N2O, H2, and SF6
in the glass flasks are determined by means of the proce-
dure of Machida et al. (2008). For CO quantification, a
GC/RGD instrument (RGD-2, Trace Analytical, Menlo Park,
CA, USA; or Peak Performer, Peak Laboratories, Moun-
tain View, CA, USA) is used (typical analytical precision
0.3 ppbv). The mixing ratios of hydrochlorofluorocarbons,
perfluorocarbons, methyl chloride, methyl bromide, methyl
iodide, tetrachloroethylene, trichloroethylene, chloroform,
dimethyl sulfide, isoprene,n-pentane, and benzene in the
stainless steel flasks are determined by GC coupled with
mass spectrometry (Li et al., 1999).
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2.3 Data management system

The data management system consists of a data server and
a display client. All the instruments in the atmospheric ob-
servation room are linked with one another via a local area
network, providing measurement data every 10 seconds. The
data server reads these 10-s data from the individual in-
struments and integrates the data after synchronizing them
to UTC obtained from the GPS. These integrated files are
then stored on the data server as 10-s- and 1-min-averaged
data for further data processing. The display client simul-
taneously displays ship tracks and temporal variations for
selected species on a 24-h scale. The display client is set
to print the displayed data once a day as a daily report.
The ship’s crew inspects the atmospheric observation system
daily to make sure that it is operational. The printed daily
report and a completed checklist are sent from the ship to
NIES by e-mail. If any abnormal condition is found in the
daily report or the checklist, we contact the ship crew to shut
down the instrument for the ship’s safety, if necessary.

3 Continuous CO measurement system

We use a commercially available GFC/nondispersive in-
frared CO analyzer (Model 48C or 48i, Thermo Electron
Inc., Franklin, MA, USA) equipped with a sample dryer unit
(SDU) and a calibration control unit (CCU) customized for
use onboard the ships. The GFC detector operates on the
principle that CO absorbs infrared radiation at a wavelength
of 4.6 µm. Some other trace gases also absorb at this wave-
length, such as water vapor (H2O) and CO2, and these gases
can interfere with CO quantification at ppbv levels (Dicker-
son and Delaney, 1987; Fried et al., 1991). Although CO2
absorbs in the infrared too, H2O has a greater effect on CO
quantification because there is a large amount of H2O in the
atmosphere. Dickerson and Delany (1987) reported that in-
terference by H2O can be reduced by drying the air samples.
Nedelec et al. (2003) estimated the H2O interference to be
about 6 ppbv CO per hPa H2O for their GFC system. Be-
cause we used dry CO-in-air gas standards to calibrate the
GFC sensitivity, H2O removal from the sample air was re-
quired in order to eliminate H2O interference expected for
humid air samples collected from marine air masses over
the ocean.

In addition to H2O interference, drift of background sig-
nals generates uncertainty in the CO determination. Because
substantial background drift occurs in response to changes in
ambient temperature over short periods (from minutes to an
hour), the changes in the signal intensity have to be corrected
for if CO is to be precisely quantified. To overcome these an-
alytical difficulties on the ships, we use a sample dryer unit
and an automatic calibration unit for the continuous CO mea-
surements. Here we describe in detail the design and perfor-
mance of the continuous CO measurement system, including

the quantification method and quality assurance and quality
control measures.

3.1 Sample dryer unit

The CO measurement system is shown schematically in
Fig. 3. The SDU (500 mm depth× 300 mm wide× 500 mm
high; mass 20 kg) consists of an oil-less diaphragm pump, an
electric cooler, a peristaltic tubing pump, and a Nafion Perma
Pure dryer. Teflon tubing (1/4 inch) is used for all the plumb-
ing to prevent CO losses to the inner surface of the tubing.
The diaphragm pump (MOA-P108, GAST Manufacturing
Inc., Benton Harbor, MI, USA) draws ambient air from the
air intake and subsequently feeds the air to the electric cooler
(thermoelectric dehumidifier, DH-109, Komatsu Electronics
Inc., Kanagawa, Japan) at a flow rate of 4.5 l min−1 to dehu-
midify the air to a dew point of 1–3◦C. The condensed water
in the cooler is drained by the peristaltic tubing pump (PB
series 7017, Masterflex, Barrington, IL, USA) at a flow rate
of 4.8 ml min−1. The dried air stream is further dehumidified
by passage through the Nafion Perma Pure dryer (PD-50T-
24MKR, Japan Controls Co., Tokyo, Japan) with the help of
the pressure difference between the sample and purge gases.
A countercurrent as a purge gas for the dryer is generated by
partial diversion of the main sample flow: the sample stream
(4.5 l min−1) is split into a 1.5 l min−1 main sample flow and
a 3.0 l min−1 purge gas flow by means of a pressure regu-
lating valve to optimize the drying capacity. The two-step
drying procedure provides a 1.5 l min−1 dry airstream at a
dew point below−30◦C.

3.2 Calibration control unit

The CCU is 430 mm depth× 482.6 mm wide× 132.5 mm
high and has a mass of 15 kg (Fig. 3). Its main compo-
nents are solenoid valves, pressure regulating valves, two
mass flow controllers, and a CO scrubber. The sample gas,
standard gas, and nitrogen gas are connected to the CCU, and
the gas pressures are adjusted to approximately 0.05 MPa by
back-pressure and forward-pressure regulating valves. Op-
eration of each three-way solenoid valve is controlled by an
electric time relay switch (Daily Time Switch, H5L-A, Om-
ron, Tokyo, Japan). The dry sample stream from the SDU
is introduced to the CCU, and by switching the solenoid
valves, the gas stream can be directed either to the GFC di-
rectly or to the GFC through the CO scrubber. The flow
rates of these gas streams are kept at 800 mL min−1 by a
mass flow controller (Thermal Mass Flow Controller 3660,
Kofloc, Tokyo); the air stream is introduced to the GFC, and
the excess 700 ml min−1 of sample stream is exhausted to the
outside. Injection of nitrogen gas is controlled with a man-
ually operated two-way solenoid valve. The nitrogen gas is
used to purge the optical cell of the GFC to prevent absorp-
tion of particles and polar substances onto the cell surface,
and the nitrogen gas is introduced into the GFC at a flow rate
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Figure 3. Schematic diagram of the continuous CO measurement system, including a sample 2 
dryer and a calibration control unit. 3 
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Fig. 3. Schematic diagram of the continuous CO measurement system, including a sample dryer and a calibration control unit.

of 40 ml min−1, which is adjusted by means of another mass
flow controller.

CO-free gas (zero-air) is produced inside the CCU by pas-
sage of the sample air stream through the CO scrubber. We
used SOFNOCAT 514 (Molecular Products, Thaxted, Es-
sex, UK), a hydrophobic CO oxidizing agent, to scrub CO
from ambient air without altering the humidity. Nedelec
et al. (2003) used SOFNOCAT to produce zero-air in their
CO measurement system installed onboard MOZAIC aircraft
and determined the CO removal rate during long-term oper-
ation. We calculated the rate of CO removal by SOFNOCAT
in the experiments carried out onboard the ships by compar-
ing the GFC signal intensities of zero-air generated through
SOFNOCAT with those of synthetic air, which is free of CO
(Japan Fine Products, Kanagawa, Japan). No substantial de-
terioration in CO removal capacity was found beyond the
analytical precision of the GFC while ambient air temper-
ature and humidity varied between 7.6 and 30.1◦C and be-
tween 48.5 and 84 %, respectively. In addition, our periodic
checks during maintenance of the observation instruments
demonstrated that the CO removal capacity of SOFNOCAT
remained constant for at least 1 year of continuous usage on
the ship.

3.3 GFC detection unit

Before the GFC was installed on the ships, its analytical
performance was evaluated. The analytical precision and
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(open circles) determined by VURF. Averages of the GFC signal residual from the fitting line 4 
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Fig. 4. Linear response of GFC signals versus CO mixing ratios
in the NIES 09 CO scale (open circles) determined by VURF. Av-
erages of the GFC signal residual from the fitting line at each CO
mixing ratio are also plotted (triangles) with 1σ values as vertical
bars. The residual GFC signal of 1 mV corresponds to approxi-
mately 2 ppbv.

detection limit of the GFC were evaluated with six high-
pressure cylinders containing CO balanced with purified
air at known mixing ratios (49.25, 95.98, 195.48, 300.01,
508.25, and 1121.50 ppbv), which were calibrated against
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the NIES 09 CO scale. From replicate measurement of these
gases for 10 min, the analytical precision was determined to
be 10 ppbv (±1σ ) for different CO levels, indicating no de-
pendency on the CO mixing ratio within the range exam-
ined here. The detection limit was determined by analysis
of CO-free air for 20 min. The variability of the baseline
CO signals for 20 min corresponded to 6 ppbv (±1σ ), and
the resulting detection limit was determined to be 18 ppbv
(3σ of the measurement). The linearity of the GFC re-
sponse was tested with a vacuum ultraviolet resonance flu-
orescence CO analyzer (VURF, Ultra-fast carbon monoxide
analyzer, Aero-Laser GmbH, Garmisch-Partenkirchen, Ger-
many), which has an excellent linear response to CO mixing
ratios over a wide range (Gerbig et al., 1996, 1999). The
GFC signal intensity is plotted against the CO mixing ratios
determined by the VURF instrument in Fig. 4. Least-squares
fitting gave a determination coefficient (R2) of 0.99 for CO
mixing ratios ranging from 49 to 1122 ppbv. The residual
of the GFC signals from the fitting line at each mixing ratio
was well distributed within the typical analytical precision,
demonstrating the good linearity of the GFC response.

3.4 CO quantification

In our CO measurement system, sample air and zero-air are
introduced into the GFC alternately on a 1-h cycle: sample
air for 40 min followed by zero-air for 20 min to correct for
background drift during ambient air measurement. For cor-
rection of the day-to-day variability in the GFC sensitivity,
standard gas is injected to the GFC for 10 min once a day.
The CO mixing ratios are calculated from the mean signal
intensity of the sample gas for 40 min with reference to the
mean signal intensity of the standard gas after correction for
the background drift of the GFC. The background drift dur-
ing sample and standard gas injection is estimated by lin-
ear interpolation between two averaged signal intensities for
zero-air, which is injected before and after measurements of
sample or standard gas. The net signal intensities are calcu-
lated by subtracting the interpolated background signals from
the average signal intensity of sample and standard gas. To
eliminate possible contamination from the ship’s exhaust, we
evaluated CO data against empirical criteria established from
CO2 measurements. When CO2 data are processed, 10-min
averages and standard deviations are calculated from 10-s
data. When the mean CO2 values exceed 3σ , corresponding
CO data are judged as indicating contamination. Along the
Southeast Asia route, the CO data are evaluated on the basis
of CO2 and O3 data because local emission sources, includ-
ing biomass burning, are common, resulting in high temporal
variability.

We used a CO standard gas balanced with purified air at
a mixing ratio of approximately 1.1 ppmv as a reference gas
for CO quantification by GFC (Fig. 5). Novelli et al. (2003)
reported that gas standards drift to higher CO values in high-
pressure cylinders over time. Tanimoto et al. (2007) re-

ported the possibility of artificial CO production on the metal
surface inside the cylinders of air-balanced CO standards,
whereas this effect is negligible for N2-balanced CO stan-
dards. For this reason, the use of a N2-balanced CO stan-
dard gas is preferable, but GFC measurements require air-
balanced CO standard gases owing to the changes in GFC
sensitivity in the presence of O2. To overcome these prob-
lems, we use CO standard gases balanced with air at the
ppmv level to minimize CO increases, because the rate of
CO increase is typically on the order of several ppbv per
year (Novelli et al., 1994). In our study, we referenced all
the CO mixing ratios to the NIES 09 CO scale. In 1996
NIES established a scale for CO measurements by prepar-
ing four CO-in-air gravimetric gas standards in 9.4-l high-
pressure aluminum cylinders (NIES 96 scale; CO mole frac-
tions: ca. 50, 150, 250, and 350 ppbv). The NIES 96
scale was in use from 1996 to 2008. In 2008, the NIES
CO scale was changed to reference ppmv-level gas stan-
dards (NIES 09 scale) to minimize the effects of the ar-
tificial CO increases described above. The NIES 09 CO
scale consists of four air-balanced CO standard gases in 9.4-
l high-pressure aluminum cylinders prepared gravimetrically
at 2030, 3028, 4027, and 5032 ppbv. These gas standards
are quantified by a VURF instrument. The background sig-
nals are determined with CO-free air (zero-air) produced by
passing purified air (<5 ppbv CO) through SOFNOCAT 514.
The NIES CO scales are periodically examined by means
of rigorous calibration with gravimetrically prepared stan-
dard gases and through international comparisons with scales
from other laboratories. For example, the NIES 09 CO scale
was compared to the WMO-2004 scale maintained by the
NOAA/Earth System Research Laboratory’s Global Moni-
toring Division in a round-robin intercomparison project in
2002–2007, and the scale was assessed in the Cucumber Car-
boEurope intercomparison experiment in 2008. These inter-
comparisons indicated that the NIES 09 CO scale is higher
than the WMO-2004 scale by 10–11 ppbv at the 150 ppbv
level and by 12–13 ppbv at the 310–330 ppbv level (Kat-
sumata et al., 2011).

We determine the CO increase in the standard gases used
to quantify the CO mixing ratios by means of continuous
measurements and flask analysis. The evolution of CO rel-
ative to the original CO mole fraction in our CO standard
gases is shown in Fig. 5. Although the CO mole fraction
in all standard gases increases over time, the impact of the
CO increase for continuous measurements (ppmv-level) is
clearly minimal. In contrast, the standard gases prepared at
ppbv-level show substantial CO increases. The rates of CO
increase in these standard gases are high, ranging from 8 to
19 ppbv yr−1, whereas those reported by NOAA are only 1–
2 ppbv yr−1 (Novelli et al., 1994). These results suggest that
high-frequency calibration of CO-in-air standard gases at the
ppbv-level will be required in order to sustain primary cali-
bration scales of CO in individual laboratories.
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Figure 5. Calibration history of CO gas standards used for continuous onboard CO 2 

measurement (upper) and flask analysis (lower). Note that onboard CO standard gases were 3 

calibrated before and after use, whereas the standards for flask analysis were calibrated 4 

periodically. 5 
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Fig. 5. Calibration history of CO gas standards used for continuous
onboard CO measurement (upper panel) and flask analysis (lower
panel). Note that onboard CO standard gases were calibrated be-
fore and after use, whereas the standards for flask analysis were
calibrated periodically.

4 Quality assurance and quality control of CO
monitoring

4.1 Comparison of continuous and flask measurements

Ambient CO mixing ratios observed continuously on the
ships in various regions over the Pacific Ocean are shown
in Fig. 6, along with ratios determined by GC/RGD analy-
sis of flask samples. In general, continuous measurements
and flask analysis data agreed reasonably well. The continu-
ous measurements along the Oceania and the North America
routes revealed smooth and homogeneous variations of CO,
which are typical for the clean atmosphere in remote regions;
in contrast, short-term variations were captured near ports in
the Northern Hemisphere. Along the Southeast Asia route,
the continuous measurements clearly captured the high vari-
ability of CO due to regional pollution, and the flask analyses
missed many elevated peaks. These results suggest that the
continuous measurements by GFC are more useful than flask
analyses particularly along the Southeast Asia route, despite
the fact that the analytical precision of GFC is poorer than
that of GC/RGD.

4.2 Consistency of continuous and flask analyses

The CO mixing ratios obtained by continuous measurement
and by flask analyses were scrutinized to evaluate the con-
sistency and robustness of both the measurement techniques
and the gas standards. The flask samples were collected
and analyzed between November 2005 and June 2010 for
the Oceania route, between July 2007 and March 2010 for
the North America route, and between September 2007 and
May 2010 for the Southeast Asia route. After screening

for contamination from the ships, the numbers of flask sam-
ples used for the comparison were 723, 96, and 115 in total
for the Oceania, North America, and Southeast Asia route,
respectively.

Scatter plots of continuous measurement data versus flask
analysis data for the three shipping routes are shown in Fig. 7.
We see good agreement between these two different meth-
ods for all the three routes. Although a few outliers were
observed in each dataset, they likely originated from a mis-
match between the averaging time for the continuous mea-
surements (40 min) and the discrete and instantaneous sam-
pling time for the flasks. The excellent linear relationships
between the two CO datasets did not depend significantly on
the mixing ratios, demonstrating that there was neither sig-
nificant degradation nor growth of CO in the flask samples
during storage after collection.

The temporal variations and relative frequency distribu-
tions of the differences between the two datasets are shown
in Fig. 8. The differences showed Gaussian distributions, and
87 %, 93 %, and 80 % of the data from the Oceania, North
America, and Southeast Asia routes, respectively, fell within
the range of typical GFC analytical precision (±10 ppbv).
The average values were close to zero (−1.8 to 2.7 ppbv),
and the standard deviations were less than 10 ppbv (5.3–
7.5 ppbv). The long-term trends of the differences during
the past 3–5 years were neither systematic nor substantial
for any of the Oceania, North America, and Southeast Asia
data, beyond the GFC analytical precision of±10 ppbv. For
the Oceania data, differences seemed to increase slightly dur-
ing the latter half of 2008, remain constant until early 2010,
and then drop back to close to zero. Such temporal varia-
tions may reflect minor issues in either the continuous mea-
surements or the flask analysis data, warranting further study.
Nevertheless, the differences over the last 5 years were well
within the typical GFC analytical precision. These results
demonstrate the internal consistency between the two differ-
ent techniques with different gas standards.

5 Preliminary results of continuous CO measurements

The CO distributions in different seasons from March 2008
to February 2009 are presented in Fig. 9 for the combined
data for all three VOS observations. Along the Oceania route,
enhancements of CO were observed in the northern mid-
latitude region, particularly during the boreal winter (Figs. 6
and 9d), due likely to continental outflow from East Asia
driven by a Siberian high-pressure system. Except in the
mid-latitude region in the Northern Hemisphere, CO mix-
ing ratios were generally lower than those observed along
the other routes, and the ratios showed a smooth southward
decreasing gradient. We attribute this north-to-south gradient
mainly to the localization of the CO sources in the Northern
Hemisphere. The north-to-south gradient was larger in the
boreal winter than in the boreal summer (Fig. 9b), reflecting
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Figure 6. Variations of CO mixing ratio observed by the three ships from December 2008 to 2 

January 2009 as a function of latitude (Oceania route), longitude (North America route), and 3 

date (Southeast Asia route): continuous data (lines) and flask analysis data (solid circles). 4 

Four distinct CO increase episodes are indicated by color coding across the top of the bottom 5 

panel: episode 1, brown; episode 2, cyan; episode 3, yellow; episode 4, pink. Gray denotes the 6 

ship’s berthing at each port. For more details, see section 5. 7 
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Fig. 6. Variations of CO mixing ratio observed by the three ships
from December 2008 to January 2009 as a function of latitude
(Oceania route), longitude (North America route), and date (South-
east Asia route): continuous data (lines) and flask analysis data
(solid circles). Four distinct CO increase episodes are indicated by
color coding across the top of the bottom panel: episode 1, brown;
episode 2, cyan; episode 3, yellow; episode 4, pink. Gray denotes
the ship’s berthing at each port. For more details, see Sect. 5.

typical CO seasonality (maximum in winter and minimum in
summer) in each hemisphere. The observed CO distributions
along the Oceania route were consistent with previous obser-
vations at remote sites (e.g. Novelli et al., 2003), suggesting
that the Oceania route captured typical background CO mix-
ing ratios in both hemispheres over the Pacific Ocean.

Along the North America route, the CO mixing ratios
showed a longitudinally homogeneous distribution in the
northern North Pacific between 160 and 230◦ E. A seasonal
maximum and minimum were observed in the boreal spring
(Fig. 9a) and boreal summer (Fig. 9b), respectively. A small
longitudinal gradient, decreasing from west to east, was ob-
served in the CO distribution during all four seasons (see
Fig. 6 as an example of the longitudinal gradient in the boreal
winter). The maximum longitudinal gradient was observed
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 1 

Figure 7. Scatter plots of CO mixing ratios obtained by continuous (cont.) measurements 2 

against ratios obtained by flask analyses (flask) for the Oceania, North America, and 3 

Southeast Asia route. The dashed lines indicate the 1:1 correspondence lines.  4 

Fig. 7. Scatter plots of CO mixing ratios obtained by continu-
ous (cont.) measurements against ratios obtained by flask analyses
(flask) for the Oceania, North America, and Southeast Asia route.
The dashed lines indicate the 1:1 correspondence lines.

in the boreal spring, which coincided with the maximum
mixing ratios. This result suggests that the CO mixing ratios
along the North America route were perturbed by Eurasian
continental emission sources in the boreal spring. Tanimoto
et al. (2008b) reported springtime CO enhancement at Rishiri
Island in northern Japan due to biomass burning in eastern
Siberia. Biomass burning may contribute to the CO maxi-
mum in the boreal spring.

In contrast to the CO distributions along the Oceania and
North America routes, the CO distribution along the South-
east Asia route showed large temporal and spatial variations.
The overall CO mixing ratios along this route were markedly
higher than along the other two routes, showing a maximum
in December–February (Fig. 9d) and a minimum in June–
August (Fig. 9b). Systematic atmospheric observation has
not been performed in Southeast Asia, and our observation
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Figure 8. Temporal variations (left) and relative frequency (RF) distributions (right) of the 2 
differences between continuous (cont.) measurements and flask analysis measurements for the 3 
Oceania, North America, and Southeast Asia route. The typical analytical precision of 4 

continuous measurements by GFC (1σ) is illustrated by a doubled-headed arrow (left). The 5 
averages and standard deviations (SD) are also indicated (right). Each bin is 5 ppbv.6 

Fig. 8. Temporal variations (left panel) and relative frequency
(RF) distributions (right panel) of the differences between contin-
uous (cont.) measurements and flask analysis measurements for the
Oceania, North America, and Southeast Asia route. The typical
analytical precision of continuous measurements by GFC (1σ ) is
illustrated by a doubled-headed arrow (left panel). The averages
and standard deviations (SD) are also indicated (right panel). Each
bin is 5 ppbv.

reveals several important features of the CO distribution, es-
pecially during the northern winter. We describe four distinct
episodes (Figs. 6 and 9d). In episode 1, a prominent CO en-
hancement was observed when the ship sailed in the coastal
region of China. During the northern winter, atmospheric cir-
culation in the Asian region is driven by continental outflow:
air masses that pass over the East Asian continent travel to
the East/South China Sea, whereas the East Asian region is
covered during the northern summer season by clean mar-
itime air from the Pacific. The CO enhancement was most
likely due to the prevailing continental outflow, which ef-
ficiently picked up anthropogenic emissions from the sur-
face and transported CO from East Asian continent to the
East/South China Sea. In episode 2 and 4, the CO mixing
ratios increased when the ship sailed in the coastal area of
Indochina. Several previous studies reported that biomass
burning activity becomes high during the dry season in In-
dochina (December–April; Pochanart et al., 2003; Kondo
et al., 2004). Our backward trajectory analysis indicated
that the ship captured air masses that passed over Indochina
within a day, suggesting that biomass burning affected the
CO distribution. In episode 3, the CO mixing ratios increased

when the ship sailed in the Strait of Malacca. A variety of
ships constantly sail in the strait, and therefore CO emissions
from ships have a large impact in this region. As is not clear
in Fig. 9c, CO enhancement is often observed during the late
dry season in Indonesia (September–November) around the
southern part of the South China Sea, owing to the exten-
sive biomass burning associated with agricultural activity in
Borneo (Nara et al., 2011). Thus, the Southeast Asia route
captured several important polluted outflows containing high
CO mixing ratios.

6 Summary and conclusions

Atmospheric CO mixing ratios were continuously measured
over the Pacific Ocean on commercial cargo vessels partic-
ipating in the NIES VOS program. For onboard CO mea-
surements, an in situ CO measurement system was devel-
oped employing a commercially available GFC instrument
combined with a customized sample dryer unit and a cali-
bration control unit. The excellent linearity of the GFC data,
verified by means of a VURF instrument, allowed the use
of ppmv-level CO-in-air gas standards. Use of the gas stan-
dards onboard the ships minimized the influence of drift in
background signals and the sensitivity of the GFC instru-
ments. The standard gases were also calibrated against the
NIES 09 CO scale before and after use to correct for artifi-
cial CO increases in the working gas standards used on the
ships. Comparison between the NIES 09 CO scale and the
WMO-2004 scale indicated that the former was higher than
the latter by 10–11 ppbv at the 150-ppbv level and by 12–
13 ppbv at the 310–330-ppbv level.

The CO mixing ratio data obtained by continuous mea-
surement were compared with data obtained by flask sam-
pling and subsequent laboratory GC/RGD analysis. The con-
tinuous CO data provided a more detailed picture of the CO
distribution than did the flask sampling data, although the
latter captured the general features of the CO distribution.
In Southeast Asia, the flask analyses provided only marginal
information on CO distribution, owing to the large spatial
and temporal variations of CO. These results clearly suggest
the need for continuous measurements with high time reso-
lution. Statistical analysis showed good consistency between
the two datasets obtained with the two measurement tech-
niques, demonstrating that the continuous measurement data
had no systematic errors and biases relative to the flask sam-
pling data for any of the three ships.

The CO observations by the three VOS ships revealed
characteristic features of the CO distributions in the three
regions. Along the Oceania route observed by TF5, a lati-
tudinal gradient from north to south was observed, reflecting
the fact that the majority of CO emission sources are located
in the Northern Hemisphere. Along the North Pacific route
of SKB, longitudinal distributions were relatively uniform
with a slight west-to-east gradient in all seasons, likely due
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Figure 9. Distribution of CO mixing ratios observed by three ships from March 2008 to February 2009: (a) March, April, and May (MAM), 2 
(b) June, July, and August (JJA), (c) September, October, and November (SON), (d) December, January, and February (DJF). Episode 3 
numbers (EP1, 2, 3, and 4) in Figure 9d correspond to those in Figure 6. 4 

Fig. 9. Distribution of CO mixing ratios observed by three ships from March 2008 to February 2009:(a) March, April, and May (MAM),
(b) June, July, and August (JJA),(c) September, October, and November (SON),(d) December, January, and February (DJF). Episode
numbers (EP1, 2, 3, and 4) in(d) correspond to those in Fig. 6.

to substantial impacts from emission sources on the Eurasian
continent. In contrast, data from the Southeast Asia route of
FTW showed large spatial and temporal variations, due likely
to the transport of polluted air masses of continental origin.
Overall, these results suggest that the NIES VOS program is
a useful platform for studying the global distribution of CO,
contributing to better understanding of the global CO budget.
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