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Abstract. Atmospheric aerosol composition is often ana-

lyzed using thermal desorption techniques to evaporate sam-

ples and deliver organic or inorganic molecules to various

designs of detectors for identification and quantification. The

organic aerosol (OA) fraction is composed of thousands

of individual compounds, some with nitrogen- and sulfur-

containing functionality and, often contains oligomeric ma-

terial, much of which may be susceptible to decomposi-

tion upon heating. Here we analyze thermal decomposi-

tion products as measured by a thermal desorption aerosol

gas chromatograph (TAG) capable of separating thermal de-

composition products from thermally stable molecules. The

TAG impacts particles onto a collection and thermal desorp-

tion (CTD) cell, and upon completion of sample collection,

heats and transfers the sample in a helium flow up to 310 ◦C.

Desorbed molecules are refocused at the head of a gas chro-

matography column that is held at 45 ◦C and any volatile de-

composition products pass directly through the column and

into an electron impact quadrupole mass spectrometer. Anal-

ysis of the sample introduction (thermal decomposition) pe-

riod reveals contributions of NO+ (m/z 30), NO+2 (m/z 46),

SO+ (m/z 48), and SO+2 (m/z 64), derived from either in-

organic or organic particle-phase nitrate and sulfate. CO+2
(m/z 44) makes up a major component of the decomposition

signal, along with smaller contributions from other organic

components that vary with the type of aerosol contributing to

the signal (e.g., m/z 53, 82 observed here for isoprene-derived

secondary OA). All of these ions are important for ambient

aerosol analyzed with the aerosol mass spectrometer (AMS),

suggesting similarity of the thermal desorption processes in

both instruments. Ambient observations of these decomposi-

tion products compared to organic, nitrate, and sulfate mass

concentrations measured by an AMS reveal good correla-

tion, with improved correlations for OA when compared to

the AMS oxygenated OA (OOA) component. TAG signal

found in the traditional compound elution time period reveals

higher correlations with AMS hydrocarbon-like OA (HOA)

combined with the fraction of OOA that is less oxygenated.

Potential to quantify nitrate and sulfate aerosol mass concen-

trations using the TAG system is explored through analysis of

ammonium sulfate and ammonium nitrate standards. While

chemical standards display a linear response in the TAG sys-

tem, redesorptions of the CTD cell following ambient sample

analysis show some signal carryover on sulfate and organics,

and new desorption methods should be developed to improve

throughput. Future standards should be composed of com-

plex organic/inorganic mixtures, similar to what is found in

the atmosphere, and perhaps will more accurately account for

any aerosol mixture effects on compositional quantification.
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1 Introduction

Atmospheric aerosols have detrimental impacts on human

health (Mauderly and Chow, 2008; Pope and Dockery, 2006;

Schlesinger et al., 2006) and direct and indirect effects on

the global forcing of climate (Carslaw et al., 2013; Heald et

al., 2014; Wang et al., 2013). The extent of health and cli-

mate impacts is largely dependent on aerosol composition.

Fine-mode atmospheric particles are composed of a mix-

ture of inorganic species (e.g., sulfate, nitrate, ammonium),

a complex mixture of organic molecules and oligomers, and

smaller mass contributions from elemental carbon and metals

(e.g., Kim et al., 2005). Fine-mode particulate matter is de-

rived from a range of primary sources, such as combustion,

and secondary sources where gases oxidize in the atmosphere

to produce lower-volatility products that create secondary

aerosol. Globally, the majority of fine PM is secondary in

nature and made up of thousands of individual chemicals

(Jimenez et al., 2009; Ng et al., 2010; Goldstein and Gal-

bally, 2007), creating challenges in apportioning the original

emission sources of this material, formation pathways, and

oxidative evolution in the atmosphere.

The atmospheric formation of secondary inorganic mate-

rial is relatively well understood. Gas-phase ammonia, ni-

trogen oxides, and sulfur oxides undergo atmospheric trans-

formations to form stable particle-phase ammonium nitrate

and ammonium sulfate. There are various ways to quantify

the inorganic composition of atmospheric aerosol. Offline

analysis of inorganic ions has been widely utilized (Chow

et al., 2008; Nejedlý et al., 1998; Yu et al., 2005), as well

as online analysis through direct thermal desorption tech-

niques (e.g., aerosol mass spectrometer (AMS); Canagaratna

et al., 2007), ACSM; Ng et al., 2011), ion chromatography

(e.g., Weber et al., 2001), and other particle nitrate and sul-

fate monitors (Drewnick et al., 2003; Stolzenburg and Her-

ing, 2000; Weber, 2003). Organic composition can be deter-

mined by a number of offline techniques (e.g., Dillner and

Takahama, 2015; Duarte et al., 2015; Finessi et al., 2012;

Gaffney et al., 2015; Graham et al., 2002; Yu et al., 2011) as

well as online techniques (e.g., Lanz et al., 2007; Williams

et al., 2006). Many online and offline techniques have been

summarized previously (Hallquist et al., 2009; Nozière et al.,

2015), and each of these methods has strengths and weak-

nesses when determining the chemical composition of atmo-

spheric aerosol.

The AMS offers online analysis of major inorganic species

as well as total organic aerosol (OA) mass concentrations.

Additionally, the high-resolution time-of-flight AMS can

provide elemental composition (e.g., O, C, H, N). Elemen-

tal ratios of O : C and H : C can be utilized to estimate the

average carbon oxidation state (OSc∼ 2× (O : C)− (H : C))

(Kroll et al., 2011) of ambient OA. Through factor analy-

sis techniques (e.g., positive matrix factorization (PMF); Ul-

brich et al., 2009), major OA components can be determined

from measured AMS mass spectra, which can be used to in-

fer major source types or atmospheric processes contributing

to ambient OA.

The AMS, however, does not measure individual organic

molecules and is thus limited in informing on exact source

types. The thermal desorption aerosol gas chromatograph

(TAG) instrument is an automated in situ instrument to de-

termine hourly concentrations of hundreds of major con-

tributing organic compounds (Williams et al., 2006, 2010).

TAG utilizes a collection and thermal desorption (CTD) cell

to collect and thermally transfer samples in helium gas to

a gas chromatography (GC) column. Compounds eluting

from the GC at different retention times are then detected

by quadrupole mass spectrometry, and more recently by

high-resolution time-of-flight mass spectrometry in a com-

bined TAG–AMS instrument (Williams et al., 2014). The

same factor analysis techniques (e.g., PMF) can be used with

TAG data to determine the molecular composition of ma-

jor contributing components, offering more specific informa-

tion to infer source types or aerosol transformation processes

(Williams et al., 2010). The CTD-based TAG system with-

out online derivatization has limited mass transfer of highly

oxygenated OA. While this issue has been addressed to some

degree in the semi-volatile TAG (SV-TAG) system with on-

line derivatization (Isaacman et al., 2014; Zhao et al., 2013),

it is of interest to know what fraction of the total OA mass

loading is detected by the TAG system. This important ques-

tion is currently undergoing a detailed investigation and is

the focus of a future manuscript; however, for the purposes

of this work focused on aerosol thermal decomposition, we

provide a brief description of what is currently understood

regarding mass transfer through the CTD-based TAG system

as deployed in multiple field campaigns (e.g., Williams et al.,

2007, 2010; Kreisberg et al., 2009; Lambe et al., 2009, 2010;

Worton et al., 2011).

It has been previously documented that the TAG system

detects around 20 % of the total OA (Williams et al., 2006);

however, it is important to clarify that this fraction is an es-

timated average. The fraction of total OA seen by the in situ

TAG system is dependent on the type of aerosol being an-

alyzed. If the aerosol is purely composed of hydrocarbons,

typically seen in primary OA (POA), the TAG system can

potentially thermally desorb, transfer, and detect up to 100 %

of the total POA mass based on what is observed through

analysis of calibration standards and high correlations be-

tween TAG POA components and AMS hydrocarbon-like

OA (HOA) components in ambient aerosol (Williams et al.,

2010; Zhang et al., 2014). The more oxidized the aerosol

becomes, whether through photochemically produced sec-

ondary OA (SOA) or aging of POA, the TAG system will

detect a smaller fraction of the total OA mass. We have

observed through mass transfer tests that a fraction of the

oxidized material does not transfer through a typical 30 m

GC column. Additionally, we have now observed (described

here) that a fraction of the oxygenated aerosol thermally de-

composes during initial heating and transfer to the GC col-

Atmos. Meas. Tech., 9, 1569–1586, 2016 www.atmos-meas-tech.net/9/1569/2016/



B. J. Williams et al.: Organic and inorganic decomposition products from the thermal desorption 1571

umn from the CTD cell. Previously, the MS detector was

turned off during this desorption period to protect from high

signals that may come from water vapor or solvent used dur-

ing calibration standard injections. This “solvent delay” is

common GC practice. We no longer use a solvent delay since

we have observed decomposition products during this period,

and their measurement can potentially provide useful infor-

mation about aerosol composition. Analysis of these decom-

position products is the focus of this paper, and instead of

applying a traditional “solvent delay time period” we now

acquire data in what we interchangeably refer to as the “ther-

mal desorption period”, “sample injection period”, or “ther-

mal decomposition window” depending on which process we

are highlighting.

Thermal decomposition has been observed in many pre-

vious technologies (Canagaratna et al., 2007; Chow et al.,

2007) and is often utilized as the operating principle for many

of these techniques. Often, thermal desorption for such meth-

ods occurs at higher temperatures (up to 500–900 ◦C) than

achieved in the TAG system that reaches a maximum tem-

perature of 310 ◦C, which is limited by the maximum tem-

perature of the GC columns used and thus the range of chem-

icals expected to elute through the column. Additionally, in

other methods there is often intentional catalytic conversion

of a range of decomposition products to easily measurable

gas-phase species (e.g., CO2 for organics, SO2 for sulfate,

NO for nitrate) that can be detected and quantified by simple

gas monitors. It is also important to note that thermal des-

orption in the TAG system occurs in a dominantly helium

environment with trace quantities of N2 and O2 present that

cannot be fully purged, although approximately 40 volume

flushes are performed with ultra high purity helium prior to

heating. With the lower temperatures and dominantly inert

environment found in the TAG CTD cell and transfer line, it

is uncertain how thermal decomposition from the TAG sys-

tem compares to other techniques. Here we investigate for

the first time the thermal decomposition products observed

by the TAG system and provide new insight on how these

products can be better utilized in future studies to inform on

the organic and inorganic composition of ambient aerosol.

It is also worth noting that TAG CTD cells are now used as

the collection and sample introduction system for a range of

instruments including a proton transfer reaction mass spec-

trometer (PTRMS; Holzinger et al., 2010), a SV-TAG (Zhao

et al., 2013) that utilizes a metal fiber filter collector in place

of the inertial impactor, a two-dimensional TAG (2D-TAG;

Goldstein et al., 2008), and a volatility and polarity separator

(VAPS; Martinez et al., 2016); thermal decomposition anal-

ysis explored here could also be applied to these technique

variants.

2 Aerosol components observed by TAG

Details of TAG design, calibration, and operation can be

found in previous manuscripts (Kreisberg et al., 2009;

Williams et al., 2006, 2007, 2010). A brief overview is of-

fered here. The TAG system collects ambient aerosol through

cyclone precut (most often PM1 or PM2.5) to determine an

upper size limit and is humidified to increase particle ad-

hesion upon inertial impaction in the CTD cell. After suf-

ficient sample is collected (typically 30 min collection at

9 L min−1), the sampling system switches to a bypass mode

and the CTD cell is purged for 5 min with helium at 50 ◦C

(see Fig. 1 for an example sample). Some purging of the most

volatile fraction is required in order to eliminate some wa-

ter vapor from ambient sampling or solvent from calibration

standard injection. Thermal denuder AMS studies have ob-

served evaporation of nitrate aerosol (up to 20 %), OA (up to

10 %), and sulfate (few percent) at 50 ◦C (Huffman et al.,

2009), and a PM2.5 tapered element oscillating microbal-

ance mass monitor operated with a sample stream at 50 ◦C

has shown a 14 % decrease (on average) in aerosol mass

compared to a 30 ◦C sample stream (Meyer et al., 2000). A

minor fraction of these components will be lost during the

purge time period. Following the volatile-component purge

period, the CTD cell is switched to thermally inject sample

onto the GC column which is held at a cooler 45 ◦C, while

the CTD cell temperature ramps from 50 ◦C up to 310 ◦C

over approximately 4 min and is held at 310 ◦C for an addi-

tional 6 min. Next, the CTD cell injection valve is switched

back to a “load” position and cooled to prepare for the next

sample collection. Meanwhile, the previous sample is re-

condensed at the start of the 30 m GC column (TAG tradi-

tionally uses a low-polarity column, e.g., 5 % diphenyl/95 %

dimethyl polysiloxane) and is then slowly thermally ramped

(10 ◦C min−1) to 310 ◦C and held at maximum temperature

for 10 min. During this time period, resolved compounds

and unresolved complex mixtures elute from the GC column

and are detected by electron impaction ionization (70 eV)

quadrupole mass spectrometry (QMS). We have previously

operated the QMS in a scan range of m/z 29–550. The lower

limit of m/z 29 was established to eliminate large signals as-

sociated with H2O (m/z 18) and N2 (m/z 28) to prolong detec-

tor lifetime, but it still includes O2 (m/z 32) and Ar (m/z 40) to

allow detection of any leaks that could be developing in the

CTD cell or GC column. Upon completion of the GC/MS

analysis, the GC oven is cooled in preparation for the next

sample injection that has been collected on the CTD cell dur-

ing the GC/MS analysis of the previous sample.

Figure 1 shows an example of this process as observed on

the QMS (showing total ion count, summed ions in the estab-

lished range of m/z 29–550). We now operate the QMS detec-

tor to acquire data during the entire cycle, as opposed to pre-

vious operation that incorporated a solvent delay of approxi-

mately 15 min that eliminated the large signal during delivery

from the CTD cell onto the column. Shown here is an ambi-
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Figure 1. Example TAG sample from SLAQRS 2013 in East St. Louis, IL. (a) Total ion signal on the MS detector (y axis) plotted as a

function of sample analysis time in minutes (x axis). The black trace is from an ambient sample, compared to a cell blank (thermal cycling

with no aerosol collection) plotted in gray. Red curves above the figure display temperature profiles for the TAG CTD Cell during sample

injection and then the GC oven during molecular analysis. The TAG CTD Cell purges water/solvent then heats and delivers sample onto the

GC column during the sample analysis time< 17 min. It is here that thermal decomposition products travel through the GC column (which

is at a cooler 45 ◦C) and directly to the detector. Traditional GC operation will not collect data during this period, using a solvent delay, to

prevent detector degradation. (b) Three-dimensional plot of the same ambient sample from (a), but now displaying the additional information

stored in the mass spectra obtained several times every second. Here it is seen that almost all of the thermal decomposition analysis window

signal is produced by ions<m/z 100.

ent sample (in black) compared to a CTD cell blank (in gray)

that is simply a redesorption of the previous sample without

further sample collection. In looking at the cell blank, it can

be seen that there is some signal associated with the sam-

ple injection/thermal decomposition window (defined as the

time window between 6 and 16 min, which is 5–15 min plus

a∼ 1 min delay in transferring even the most volatile species

through a 30 m GC column). The terms thermal desorption

period, sample injection period, and thermal decomposition

window will be used interchangeably based on which pro-

cess is being discussed. The cell blank material present in

this analysis window is largely attributed to small amounts

of oxygen present in the cell (m/z 32) and degradation of

the graphite/vespel ferrule material used on the CTD cell

(this ferrule material has been chosen for ease of replacement

since they are not permanently attached to components). Af-

ter the occasional replacement of these ferrules, the CO2

(m/z 44) signal within the sample injection period increases,

then decreases over a number of thermal cycles to a stable

signal. The cell blank also has significant signal in the time

window of 40–55 min due to what is known as column bleed.

The stationary phase of the GC column is always slowly elut-

ing through the column, resulting over a long period of time

in the need for column replacement due to insufficient phase

interaction with analytes. Column bleed is observed in all cell

blanks as well as ambient samples.

The ambient sample (in black) has an elevated signal in

the thermal decomposition window (which will be the fo-

cus of this paper) for some ions with m/z< 100 (Fig. 1b), as

well as during the GC column temperature ramp and hold

(16–45 min), which has been the focus of previous TAG pa-

pers. Previous papers have not discussed the thermal decom-

position window, but here we demonstrate the additional and

complementary information it contains. The sharp peaks are

resolved compounds that can be identified based on their

retention times and their characteristic mass spectral frag-

Atmos. Meas. Tech., 9, 1569–1586, 2016 www.atmos-meas-tech.net/9/1569/2016/



B. J. Williams et al.: Organic and inorganic decomposition products from the thermal desorption 1573

ment patterns and matched to mass spectral databases (e.g.,

NIST mass spectral database). There is additional material

found between these resolved peaks and the baseline set by

the cell blank. This material is often referred to as an un-

resolved complex mixture (UCM) in GC terms and is com-

posed of hundreds of overlapping species that typically have

common mass spectral structure (i.e., many isomers of sim-

ilar compounds and classes), making them difficult to dis-

tinguish from one another. Recent advances have been made

to further resolve the UCM signal (e.g., 2D-GC, Goldstein

et al., 2008) and to bin chromatograms to fully incorporate

UCM signal within OA composition analyses (Zhang et al.,

2014).

To further investigate the TAG thermal decomposition

window (6–16 min) we examine specific ion signals (Fig. 1)

and demonstrate that they provide useful markers for or-

ganic as well as inorganic aerosol. To update from previ-

ous literature (Williams et al., 2014) on the fractions of to-

tal fine aerosol from the perspective of TAG measurements,

it is now understood that the fractions include: (1) resolved

compounds (RC); (2) UCM; (3) non-eluting organics (NEO)

composed of highly oxygenated organics that do not trans-

fer through a long 30 m GC column; (4) purged semivolatile

organics (PSO) that were purged at the start of the analysis

cycle; (5) thermally decomposed organics (TDO) composed

of organic species that experience thermal decomposition

upon heating, thought to be highly oxygenated molecules,

oligomeric material, or inorganic species formed from de-

composition of organic species (e.g., organonitrates which

are known to be thermally labile); (6) thermally decomposed

inorganics (TDI) such as nitrate and sulfate decomposition

fragments observed in the thermal decomposition window;

(7) purged semivolatile inorganics (PSI) that were purged at

the start of the analysis cycle; and (8) non-eluting inorgan-

ics (NEI) composed of any remaining aerosol fractions not

detected on the TAG system (e.g., metals, metal oxides, other

crustal elements, elemental carbon, and potentially sea salt if

HCl from NaCl decomposition is not detected). Therefore,

the total aerosol classified according to these fractions can

be summed as

Total aerosol= organics(RC+UCM+PSO+NEO+TDO)

+ inorganics(TDI+PSI+NEI).

Further characterization and quantification of these fractions

for various laboratory and ambient aerosol types is of high

priority. The TDO and TDI components are the focus of this

paper.

3 Thermal decomposition products observed by TAG

Thermal decomposition products were first observed in TAG

data when reviewing a previous data set from the Study of

Organic Aerosols at Riverside (SOAR-1) that took place in

Riverside, CA, during the summer of 2005. Here, the TAG

QMS detector was set to have a traditional solvent delay,

then would turn on during the final minute of the CTD cell

thermal desorption cycle in order to track any air leaks that

could develop in the cell during normal field operation (see

Fig. S1 in the Supplement). In reviewing the final minute of

the thermal desorption cycle, it was observed that besides just

O2 (m/z 32) and Ar (m/z 40), which were used to track air

leaks, there were other ions present, including m/z 30, 44, 48,

and 64. Integrating these ions over the 1 min elution period

and over the course of a previously defined study focus pe-

riod (Williams et al., 2010) revealed reasonable correlations

between TAG m/z 64 and AMS sulfate (Pearson r = 0.59),

TAG m/z 44 and AMS organics (r = 0.51), and a very good

correlation between TAG m/z 30 and AMS nitrate (r = 0.93)

(revisited in further detail below).

During a recent ambient field study, the St. Louis Air

Quality Regional Study (SLAQRS) that took place in East

St. Louis, IL, during the summer and fall of 2013, the TAG

system was programmed to acquire QMS data throughout

the entire CTD cell thermal desorption period to gain a more

complete picture of eluting thermal decomposition products

at the expense of regularly exposing the detector to larger

signals and potential shorter detector lifetime. Ions below

m/z 29 were still excluded to limit detector exposure to large

N2 (m/z 28) and H2O (m/z 18) signals.

Figure 2 highlights an example TAG sample with signif-

icant contributions from various organic and inorganic ions

within the decomposition window for an ambient aerosol

sample (Fig. 2a) compared to a following cell blank (Fig. 2b).

For this cell blank, the sample valves open as usual but the

sample flow is shut off to prohibit particle collection, and

the cell is then thermally cycled in an identical manner as

during an actual sample acquisition. Here it is observed that

there is excess signal present in the ambient sample, indi-

cating some highly volatile components are released directly

from the collected particles. Considering material that makes

it to the detector during this period needs to travel through

30 m of a GC column held at a low temperature of 45 ◦C, it is

very unlikely that this highly volatile material was originally

present in the particle phase in this form, but rather it was

thermally decomposed from larger molecules or oligomers.

It is also noticed in this sample that the cell blank still has

a significant amount of material present during the desorp-

tion cycle. A large fraction of the signal is from m/z 32 (O2)

as would be expected whether or not particles are collected

since it is present largely due to small dead volumes that

are not efficiently flushed with helium between samples. Fig-

ure S2 highlights that m/z 32 during the sample injection pe-

riod is dramatically reduced if sample valves remain closed

from the previous desorption cycle and new air is not allowed

to enter the helium-filled CTD cell.

Figure 3 highlights the full thermal decomposition prod-

uct window observed by TAG for three different aerosol

types observed during the SLAQRS field campaign. Fig-

ure 3a and b show a sample that had a relatively elevated

www.atmos-meas-tech.net/9/1569/2016/ Atmos. Meas. Tech., 9, 1569–1586, 2016
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Figure 2. Example (a) ambient and (b) cell blank samples as an-

alyzed by the TAG instrument. Shown here is the sample injection

time period where the TAG CTD cell is heated and delivers material

from the particle collector to the GC column. Any signal present in

this time window is from volatile molecules or thermal decompo-

sition products that can elute through a 30 m GC column held at a

cool temperature of 45 ◦C.

m/z 30 signal, Fig. 3c and d show a sample that had relatively

elevated m/z 48 and 64, and Fig. 3e and f show a sample that

had relatively elevated m/z 53 and 82. The top panels of each

set (Fig. 3a, c and e) display individual ions of interest, and

the bottom panels (Fig. 3b, d and f) show cumulative traces

of all major ions. The bottom panels show that these 10 ions

alone account for 85–90 % of the total ion signal in the ther-

mal decomposition window for these three aerosol types. All

samples show a similar elution pattern for m/z 32 (O2), in-

creasing immediately as the CTD cell valve is switched to

inject the sample onto the GC column, and slowly decays a

little over the 10 min injection. In contrast, the general trend

for m/z 44 (CO2) is to slowly increase with increased tem-

perature and reach a stable value or even slightly decrease

at top temperature. This slow increase with increased tem-

perature indicates that the CO2 is indeed a decomposition

product coming from the CTD cell as opposed to CO2 gas

remaining in the cell after 5 min of helium purging, where it

would have an immediate increase as seen in the O2 signal.

The signal detected in this thermal decomposition product

window is similar to the thermograms produced by other in

situ measurement system like the MOVI (Brüggemann et al.,

2014; Yatavelli et al., 2012) and FIGAERO (Lopez-Hilfiker

et al., 2014, 2015) inlets for mass spectrometers, or the ther-

mal desorption particle beam mass spectrometer (TDPBMS)

(Lim and Ziemann, 2009; Tobias et al., 2000, 2001), which

have all obtained information on the thermal stability of or-

ganic species. The difference here is that thermally stable

species are retained by the TAG GC column and detected

later in the compound window, whereas these other tech-

niques first detect the thermally stable components (without

molecular separation), then detect the thermal decomposition

products at the end of the temperature ramp.

The sample in Fig. 3a and b is taken from a period with el-

evated aerosol nitrate according to a collocated AMS. Here,

m/z 30 and 46 are elevated, indicating they represent NO and

NO2 decomposition fragments, just as observed in the AMS

system. Ammonium nitrate and organic nitrates are rela-

tively volatile species and it is expected they would volatilize

within the lower temperature limit of the TAG cell (310 ◦C).

The sample in Fig. 3c and d, with elevated m/z 48 and 64,

corresponds to a time period with elevated sulfate, indicating

these ions represent SO and SO2 decomposition fragments.

These ions increase later in the decomposition window than

the organics or nitrate ions. Both laboratory and field mea-

surements have shown ammonium sulfate to be less volatile

than ammonium nitrate (Hering and Cass, 1999; Huffman

et al., 2009). Volatilized ammonium nitrate and ammonium

sulfate would produce gas-phase ammonia (m/z 17, which is

below our QMS scanning range) and gas-phase nitric acid

(m/z 63) or sulfuric acid (m/z 98). In order of relative abun-

dance, the EI mass spectrum for sulfuric acid is composed

of the fragments m/z 80, 81, 48, 64, 98 (NIST mass spectral

database) and for nitric acid the fragments m/z 46, 30 (Friedel

et al., 1959). It is unlikely that nitric acid and sulfuric acid

are transferred efficiently through the TAG collection cell,

through the 30 m GC column, and into the QMS detector.

It is more likely that the major ions observed here (NO+,

NO+2 , SO+, SO+2 ) result from stable species (e.g., NO, NO2,

SO, SO2) created in the CTD cell. This could result purely

from either the elevated temperature (maximum of 310 ◦C),

the catalytic conversion of nitric or sulfuric acid by the CTD

cell walls where there could be stainless steel exposed, or

perhaps with the Inertium surface coating (proprietary coat-

ing from AMCX Inc. used on the CTD cell walls and all

transfer lines to the GC column). While the exact mechanism

remains unclear, such catalytic conversion has been utilized

in previously developed measurement techniques (Drewnick

et al., 2003; Yamamoto and Kosaka, 1994).

The AMS community has established a ratio of the ions

m/z 46 / 30 to determine a difference between inorganic ni-

trate and organic nitrate (e.g., Fry et al., 2013), with organic

nitrates displaying an elevated m/z 30 signal. With the TAG

system, a majority of the nitrate signal always appears at

m/z 30, with a change in the m/z 46 / 30 ratio observed with

nitrate mass loading. It is unclear whether this ratio will be
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Figure 3. Thermal decomposition product window observed by the TAG system for three different aerosol types observed during the

SLAQRS field campaign. (a) and (b) show a sample (collected on 3 September 2013 at 10:30 LT) that had a relatively elevated m/z 30

signal (both m/z 30 and 46 are increased by a factor of 5 in (a) to help display trend vs. sample analysis time); (c) and (d) show a sample (col-

lected on 6 September 2013 at 14:30 LT) that had relatively elevated m/z 48 and m/z 64; (e) and (f) show a sample (collected 28 August 2013

at 04:30 LT) that had relatively elevated m/z 53 and m/z 82. The top panels of each set (a, c, e) display individual ions of interest, and the

bottom panels (b, d, f) show cumulative traces of all major ions.

informative of differences between inorganic and organic ni-

trate, but perhaps future comparisons of m/z 30 and 46 elution

times in the decomposition window, using known standards,

will offer insight on differing origins of the nitrate material.

The sample in Fig. 3e and f is taken from a period with el-

evated OA according to the AMS and arrives at the site from

the southwest. Additionally, gas-phase measurements of iso-

prene and its oxidation products methacrolein and methyl

vinyl ketone are elevated with these southwesterly air masses

transecting the Ozark oak forests of southern Missouri. We

expect to see isoprene-derived SOA in these air masses.

Recently, the AMS community has reported a mass spec-

tral marker for low-NOx isoprene-derived SOA that has high

m/z 53 and 82 (Hu et al., 2015; Robinson et al., 2011; Slowik

et al., 2011). It was first suggested that the elevated signal

of m/z 53 and 82 was from methylfuran detected as a ther-

mal decomposition product of isoprene SOA (Robinson et

al., 2011). Recently it has been shown that SOA molecules

formed form isoprene epoxydiols (IEPOX) that are formed

under low-NOx conditions in the presence of acidic seed

particles will form isomers of 3-methyltetrahydrofuran-3,4-

diols. Isomers of IEPOX and 3-methyltetrahydrofuran-3,4-

diols have been shown to contain ions m/z 53 and 82 when

analyzed by thermal desorption, electron impact ionization

techniques such as the AMS (Lin et al., 2012). Although

IEPOX isomers are too volatile to be present in the particle

phase directly, further gas-phase or particle-phase transfor-

mations may create IEPOX-derived SOA products that ther-

mally decompose to similar fragments, like is observed in

the case of the 3-methyltetrahydrofuran-3,4,-diols. A method

to quantify total IEPOX-SOA using a background corrected

m/z 82 ion signal has now been established (Hu et al., 2015).

The same ions (m/z 53 and 82) are found to be high during

isoprene SOA-influenced time periods during the SLAQRS

field study according to ambient TAG data. The majority of

the m/z 53 and 82 signal is found within this thermal decom-

position window, while there are some additional molecules

at lower relative abundance that do appear in the regular

GC analysis period (16–50 min) (see Fig. S3). Further study

of isoprene-derived SOA thermal decomposition is currently

under investigation using reference standards and laboratory

generated aerosol.

Beyond expected total signal variability between ambient

samples, closer evaluation between samples reveals measur-

able variation in the rate of increase during desorption which

could indicate different decomposition temperatures for var-

ious types of organics, nitrates, and sulfates (see example

in Fig. S4). Organics appear to also display differences in

thermal desorption profiles. It has been observed through

thermal denuder measurements (Huffman et al., 2009) with

the AMS that OA has different volatilities based on degree

of oxidation, and two major classifications of oxygenated

OA (OOA) have been established based on their volatility

differences: semivolatile OOA (SV-OOA) and low-volatility
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OOA (LV-OOA), where LV-OOA typically represents a more

oxidized/aged aerosol. Further characterization of the des-

orption profile for CO2 observed here may offer similar in-

formation on OA type and volatility. Differences in desorp-

tion profiles for nitrates and sulfates could represent a differ-

ence between organic and inorganic fractions. Further char-

acterization using synthesized standards is required to ex-

plore this possibility.

4 Carryover from previous samples

It is observed that each of the decomposition products

recorded in the injection period window displays varying de-

grees of desorption efficiency through a single desorption

cycle. Figure 4 highlights this point by comparing consec-

utive ambient sample, denuded sample, followed by multi-

ple cell blanks where the sample valves open but the sample

pump has been disabled, not allowing new sample collec-

tion. The m/z 46 (NO+2 ) fragment is much smaller in compar-

ison to m/z 30 (NO+) and appears to have an elevated back-

ground (Fig. 4g), making it a poor tracer for nitrate. Here

we see that for the nitrate tracer (m/z 30, Fig. 4c and g), the

sulfate tracers (m/z 64 and 48, Fig. 4a and e), the organics

tracer (m/z 43, Fig. 4f), and the isoprene-derived SOA trac-

ers (m/z 53 and 82, Fig. 4d and h), the ambient sample and

denuded ambient sample have very similar signal, indicat-

ing they are almost entirely present in the particle phase.

The tracers m/z 44 and 46 display a higher background sig-

nal compared to other tracer ions, even after several repeat

blanks.

Ammonium nitrate is known to be more volatile com-

pared to ammonium sulfate (Huffman et al., 2009). The sul-

fate tracers (m/z 64 and 48, Fig. 4a and e) do not appear to

fully volatilize/fragment on a single desorption cycle. Here

it is seen that while the first cell blank has dramatically re-

duced signal, subsequent cell blanks show continued vola-

tization/decomposition of sample remaining from previous

sample collection. The organic tracers (m/z 44 and 43, Fig. 4b

and f) also show that continued redesorptions of the denuded

sample produces additional m/z 44 and 43 signal above back-

ground. Here it is better observed that the remaining back-

ground of m/z 44 signal is elevated due to the effect of degra-

dation of ferrules as discussed previously. Replacing as many

ferrules with metal ferrules where possible will help to lower

the m/z 44 background signal in future studies. Carryover of

m/z 43, 44, 48, and 64 could result in a slight smoothing-

type effect when tracking abundance changes over time or a

tailing effect following large spikes in concentration. Mod-

ifications to the thermal desorption profile can be explored

to help minimize carryover. The maximum temperature limit

remains due to material constraints; however, longer holding

times at maximum temperature could be implemented.

5 Calibration

Since the TAG system has never been applied for monitor-

ing inorganic aerosol fractions, it is of interest to determine

whether the signal present in the decomposition window is

in any way a quantitative measure of the amount of inorganic

aerosol present in ambient samples. To explore this question,

known quantities of ammonium nitrate and ammonium sul-

fate solutions were injected into the TAG CTD cell. Major

decomposition ions m/z 30 and 64 were integrated across the

decomposition window (6–16 min) and are plotted with in-

jected mass in Fig. 5. A linear response is observed for both

inorganic species. Ammonium is not quantified due to the

mass scan range of the QMS as described earlier. According

to these injections of pure inorganic composition, the limit

of detection for ammonium sulfate is not approached at the

smallest injection of 350 ng and is in the range of 400 ng

for ammonium nitrate (when extrapolating from the small-

est injection quantity). Since the TAG system conventionally

acquires approximately 0.26 m3 sample volume per sample,

these detection limits would require that at least 1.24 µg m−3

of nitrate (1.6 µg m−3 in the form of ammonium nitrate) be

present in the ambient aerosol for detection by TAG. It is

observed in ambient measurements that TAG is likely able

to detect much lower concentrations of nitrate when sam-

pled in a complex mixture that contains organics and inor-

ganics as will be shown below (e.g., good correlations ob-

served with nitrate concentrations below 0.5 µg m−3 in the

field), and our extrapolated estimate for ammonium nitrate

limit of detection is likely overestimated. Additionally, the

pure ammonium sulfate standard appeared to cause damage

to the surface coating of the CTD collection cell and GC col-

umn when injected as a pure component, perhaps through

the production of sulfuric acid. However, months-worth of

use in the field where sulfate is present within a complex

aerosol mixture does not appear to cause significant surface

damage. Unfortunately, due to damage from pure component

standards, we were not able to perform repeat injections of

these standards to incorporate uncertainty estimates in Fig. 5,

and therefore these calibrations are not used to report actual

mass concentrations at this point in development. It is also

possible that a nonlinear calibration curve may ultimately

better define the instrument response to sulfate and nitrate,

but due to instrument damage caused by injecting these stan-

dards there are limited data points available to determine the

full response.

Both of these observations (i.e., better detection of nitrate

in a mixture and surface coating damage from pure ammo-

nium sulfate) suggest the need for a calibration standard that

is a complex mixture of organic and inorganic components

when extending TAG analyses to include the inorganic frac-

tion. This is consistent with AMS experience where com-

plex ambient particles are detected better than pure particles

(Middlebrook et al., 2012), and matrix effects have been re-

ported in previous TAG work, where detection of certain or-
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Figure 4. Exploration of sample carryover in the thermal decomposition window between samples for a (a) sulfate tracer ion (m/z 64),

(b) organics tracer ion (m/z 44), (c) nitrate tracer ion (m/z 30), and (d) isoprene-derived SOA tracer ion (m/z 53). All panels show consecutive

ambient sample (particle+gas fractions), denuded sample (particle-only), followed by repeated cell blanks (sample valves open, but no

sample is pulled through collector). (e)–(h) display quantified signals for associated ions across the decomposition window (6–16 min). The

sulfate tracers (m/z 48, 64) and organics tracers (m/z 43, 44) show measurable carryover during the first couple cell blanks. All tracer ions

have some elevated background that remains after repeat cell blanks, but the organics tracer m/z 44 and nitrate tracer m/z 46 have the largest

background signal.
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Figure 5. Inorganic calibration standards introduced to the

TAG CTD cell through syringe injection. Major decomposition ions

were integrated across the decomposition window (6–16 min) and

are plotted with injected mass of (a) ammonium sulfate (tracked by

m/z 64) and (b) ammonium nitrate (tracked by m/z 30).

ganic molecules was increased with higher loading of ambi-

ent black carbon mass in field observations and with higher

loading of a co-injected motor oil in lab studies (Lambe et

al., 2010). The TAG already uses a wide range of nonpo-

lar and single-functionality polar molecules for calibrating

resolved organic compounds. Once the nature of the m/z 44

signal (and other contributing organic ions) within the de-

composition window are better understood, additional ap-

propriate organic calibration components can be added to

the calibration standard mixture; for example, citric acid and

oxalic acid have been shown to undergo significant decom-

position with thermal desorption (Canagaratna et al., 2015).

The extent of carryover of nitrate and sulfate from sample

to sample was similar for pure calibration standards as was

observed above baseline in ambient sampling (from Fig. 4e

and g). It was observed that only 3 % of the signal (m/z 30)

remained in a second desorption for the ammonium nitrate

standard and 30 % of the signal (m/z 64) remained in a sec-

ond desorption for ammonium sulfate. The aerosol mixture

does not appear to greatly impact the completeness of des-

orption/decomposition for these components.

6 Correlation with AMS species

It is of interest to determine how these decomposition prod-

ucts behave in ambient field samples collected over a period

of time with variable source contributions. Here, we again

use ambient field data collected on TAG during the SLAQRS

field campaign in East St. Louis, IL. TAG measurements oc-

curred in three distinct sampling cycles. The first and last

study period rotated between ambient samples (where the

CTD cell collects particles+ adsorbing semivolatile gases)

and filtered ambient samples (where the CTD cell collects

adsorbing semivolatile gases only) using Teflon filters up-

stream of the collection cell to remove the particle frac-

tion. Filtered data have been interpolated onto the ambi-

ent data timeline and subtracted from ambient data to de-

rive a particle-only time series. The mid-study period ro-

tated between ambient and denuded ambient (particle-only)

data. The denuded ambient data represents the particle-only

time series for this study period. In using the denuded am-

bient data as particle-only signal, it is required to incorpo-

rate background (cell blank) signal subtraction. This sub-

traction was accounted for in the previously discussed fil-

tered/ambient time periods since the background was present

in both signals and, therefore, subtracted out when acquiring

particle-only signal. When using denuded data, background

subtraction is accounted for by acquiring regular cell blanks,

interpolating cell blanks onto denuded time line, determin-

ing an average percentage of cell blank signal compared to

denuded sample signal, and finally subtracting this fraction

from each denuded sample. Figure S5 displays the resulting

time series for background-subtracted particle-only signal

for m/z 30, 44, 53, and 64, respectively. The values shown for

TAG fragments are integrated single ion signals on the QMS

across the entire 6–16 min decomposition window. Identical

ion integration methods were applied for each sample type

(filtered, ambient, denuded, cell blanks) across the entire de-

composition window.

The oxygen content present in the decomposition period

can drift over the course of a multi-week study. It is worth

considering whether the amount of oxygen present has an

effect on the amount of organic or inorganic decomposition

product as observed by the TAG system. There would be a

likely dependence if the trace oxygen content was in some

part responsible for any of the observed volatile fragments,

e.g., from oxidation of “charred” material. In tracking the

correlation of the major observed fragments present in the

decomposition window with oxygen in the decomposition

period, there is no observed evidence for decomposition frag-

ment signal on oxygen content (r =−0.13, −0.11, −0.02,

−0.32 for particle-only m/z 64, 44, 30, 53; see Fig. S6).

A high-resolution time-of-flight AMS (HR-ToF-AMS;

DeCarlo et al., 2006) was also deployed on the SLAQRS

study and measured ambient mass concentrations of fine-

mode (PM1: particulate matter with aerodynamic diame-

ter< 1 µm) aerosol nitrate, sulfate, and total organics. The

TAG inlet also utilized a PM1 cyclone to match the particle

size collection of the AMS system. Figure 6 shows overlap-

ping time lines of AMS species and TAG fragments present

in the decomposition window. Figure 6a–d highlight reason-

able correlation between TAG fragments and AMS species

time series. Figure 6e–h highlight the observed correlation

is only observed with appropriate adjustments to determine a

particle-only fraction (e.g., filter subtractions during the early
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Figure 6. Time series and correlations of TAG decomposition fragments and corresponding AMS chemical species during SLAQRS 2013

in East St. Louis, IL. (a)–(d) show time series of AMS nitrate, organics, sulfate, and m/z 53 (tracer for isoprene-derived SOA) plotted with

TAG decomposition ions m/z 30, 44, 64, and 53, respectively. It can be observed in (e)–(h) that good correlations are observed between TAG

decomposition fragments and AMS species after determining a particle-only signal (background and gas-phase signal subtracted) for the

TAG tracers.

and late study period and blank subtractions from denuded

samples in the mid-study time). The observed slopes could

be used as empirical calibrations of the TAG fragments to

convert relative abundance signal to mass concentrations. In

the absence of co-located AMS data, appropriate calibration

standards as mentioned previously would need to be regu-

larly injected. Exceptions are TAG decomposition fragment

m/z 46 (Fig. 6e), which does not have a good correlation

with AMS nitrate, and TAG decomposition fragment m/z 82

(Fig. 6h), which does not have a good correlation with AMS

m/z 82. It has already been discussed that the TAG decompo-

sition fragment m/z 46 (NO+2 ) has very little signal, and it has

been previously shown that AMS m/z 82 has contributions

from other non-isoprene sources (Hu et al., 2015) which may

be present in the TAG compound window and not included

in this decomposition signal (see Fig. S3).

The correlation between AMS organics and particle-only

TAG m/z 44 within the decomposition window is improved

when only the oxygenated component of the AMS organics

signal is included. AMS data can be fit to a two-factor PMF

solution to yield a HOA that is often more primary in ori-

gin and an OOA component that is often more secondary in

origin (believed to be formed primarily from gas-to-particle

photochemical conversion in the atmosphere). The TAG de-

composition m/z 44 time series has a correlation with AMS

OOA (r = 0.58) that is higher than the observed correlation

with AMS total OA (r = 0.46) or AMS HOA (r =−0.08)

(see Fig. 7 and Table 1). However, TAG m/z 44 within the

decomposition window does not show an improved correla-

tion when comparing it directly to AMS m/z 44 (r = 0.41)

or AMS CO+2 (r = 0.35) during the SLAQRS field study

(see Table 1). In looking back at the data from the earlier

SOAR study, although the entire decomposition window was
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Figure 7. Comparisons of particle-only TAG components and corresponding AMS two factor PMF components, oxygenated organic

aerosol (OOA) and hydrocarbon-like OA (HOA) during SLAQRS 2013 in East St. Louis, IL. (a) Time series of particle-only TAG de-

composition m/z 43 and 44 signal and AMS PMF components (OOA, HOA). (b) A higher correlation (r = 0.58) is observed between TAG

decomposition m/z 44 and AMS OOA than between (c) TAG decomposition m/z 44 and AMS HOA (r =−0.08). (d) A higher correlation

(r = 0.82) is observed between TAG decomposition m/z 43 and AMS OOA than between (e) TAG decomposition m/z 43 and AMS HOA

(r = 0.03). (f) Integrating the TAG total ion signal within the traditional chromatogram time window (16–45 min) and subtracting contribu-

tions from column background and gas-phase fraction yields a higher correlation with AMS HOA (r = 0.60) than with AMS OOA (r = 0.32).

The correlations are even more extreme (r = 0.76 with HOA, and r = 0.18 with OOA) when the short time period of high-isoprene SOA

impact between 6 and 10 September 2013 (highlighted in light blue) is removed.

not recorded, the m/z 44 signal from the final minute of the

TAG decomposition window had a correlation with AMS

OOA (r = 0.55) that was higher than the correlation with

AMS total OA (r = 0.51) or AMS HOA (r = 0.02) (see Ta-

ble 1). During the SOAR study, the TAG m/z 44 decompo-

sition signal did show an increased correlation with AMS

m/z 44 (r = 0.70) and AMS CO+2 (r = 0.70). The TAG m/z 43

signal in the decomposition window, while much lower in

signal than m/z 44, also shows improved correlation with

AMS OOA compared to just total OA for both studies. TAG

m/z 43 decomposition signal has a higher correlation to AMS

m/z 43 and AMS C2H3O+ for the SLAQRS study compared

to the SOAR study (see Table 1). Further controlled lab stud-

ies are underway to better characterize these TAG and AMS
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Table 1. Correlations (Pearson r) between AMS components and TAG components during two field studies (SOAR 2005 and SLAQRS 2013).

AMS data SOAR – Riverside, CA, 2005 SLAQRS – East St. Louis, IL, 2013

TAG decomp. TAG decomp. TAG main TAG decomp. TAG decomp. TAG main

m/z 43 m/z 44 chromatogram m/z 43 m/z 44 chromatogram

(particle) (particle) (total ion signal- (particle) (particle) (total ion signal-

background background

column) column)

Organics 0.21 0.51 0.56 0.67 0.46 0.61

m/z 43 0.49 0.56 0.52 0.54 0.40 0.71

m/z 44 0.49 0.70 0.29 0.50 0.41 0.28

C2H3O+ 0.46 0.61 0.32 0.67 0.54 0.47

CO+
2

0.48 0.70 0.29 0.50 0.35 0.15

HOA −0.06 0.02 0.60 0.03 −0.08 0.60

OOA 0.58 0.55 0.36 0.82 0.58 0.32

cLV-OOA 0.26 0.73 0.26 PMF not complete for higher factor solution

(subcomponent of LV-OOA) 0.60 0.90 0.20

MV-OOA 0.29 0.50 0.42

SV-OOA −0.32 −0.47 −0.07

LOA-AC −0.07 0.23 −0.02

LOA2 −0.17 −0.07 −0.30

HOA+MV-OOA 0.24 0.42 0.76

HOA+MV-OOA+SV-OOA 0.11 0.22 0.72

HOA+MV-OOA+ cLV-OOA 0.27 0.61 0.59

All PMF-cLV-OOA 0.07 0.24 0.68

relationships using known aerosol types across various ex-

tents of oxidation.

The AMS PMF solution for the SOAR study was fur-

ther separated into additional components based on extent

of oxidation and volatility (Docherty et al., 2011). Multi-

ple LV-OOA components were observed and combined into

a single source type called cLV-OOA, which accounted for

31.3 % of total observed OA and whose mass spectrum con-

tained a dominant contribution from CO+2 . This aerosol type

is thought to be the most oxygenated and aged aerosol com-

ponent and has been observed in many studies (Jimenez et

al., 2009; Ng et al., 2010). Here, we observe an increased cor-

relation between TAG decomposition m/z 44 signal and cLV-

OOA (r = 0.73) and an even higher correlation with one of

the individual LV-OOA components (r = 0.90) (see Table 1),

although there is no known explanation in the source or pro-

cess differentiation between the multiple LV-OOA compo-

nents. A recent report from Canagaratna et al. (2015) sug-

gests that m/z 44 (CO+2 ) as observed by the AMS is largely

from decarboxylation of organic acids.

Both studies (SOAR and SLAQRS) strongly indicate that

the m/z 43 and 44 decomposition component measured on the

TAG system is from oxygenated OA as opposed to primary

hydrocarbon components. Many hydrocarbons are more ther-

mally stable than oxygenated functional groups, and they

transfer through the GC column more efficiently than oxy-

genated molecules. It is thought that most of the HOA ma-

terial is detected on TAG within the regular chromatogram

window (as resolved compounds and UCM). TAG PMF com-

ponents that contain dominantly hydrocarbons have been

shown to correlate well with AMS HOA component in previ-

ous studies (Williams et al., 2010; Zhang et al., 2014). Here,

we have integrated the total ion signal within the main chro-

matogram window (16–45 min) and subtracted off the GC

column bleed component using a novel method described

by Zhang et al. (2014), as well as the gas-phase fraction

and remaining background signal (using the same subtraction

methods applied to the decomposition window subtractions)

to create a particle-only TAG main chromatogram signal

time series. For the East St. Louis SLAQRS study, the TAG

main chromatogram showed a higher correlation with AMS

HOA (r = 0.60) than compared to AMS OOA (r = 0.32) (see

Table 1). The same is true for the Riverside SOAR study,

where the TAG main chromatogram had a higher correla-

tion with AMS HOA (r = 0.60) compared to with AMS

OOA (r = 0.36) (see Table 1). An even higher correlation

was observed between the particle-only TAG main chro-

matogram signal and a combination of the higher factor AMS

PMF solution components HOA+medium volatility−OOA

(r = 0.76) (see Table 1), indicating that some of the less oxy-

genated OOA material does transfer through the GC col-

umn and contributes to the resolved compounds and UCM

components observed in the TAG main chromatogram. TAG

PMF components can be derived using resolved compounds

(Williams et al., 2010) or with a new binning technique to

incorporate the UCM (Zhang et al., 2014). Resulting TAG
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Figure 8. Correlations between TAG decomposition fragments and AMS species during SOAR 2005 in Riverside, CA.

PMF components that contain less oxygenated (e.g., single

oxygenated functionality) semivolatile compounds also cor-

relate with the AMS SV-OOA and medium-volatility OOA

components (Williams et al., 2010; Zhang et al., 2014). How-

ever, few resolved compounds show any correlation with the

most oxygenated and lowest-volatility AMS component (LV-

OOA). LV-OOA is dominated by CO+2 m/z 44 on the AMS,

and we propose that this is what is observed as m/z 44 in the

decomposition window of the TAG system.

While good correlation is observed for sulfate between the

two instruments, particulate nitrate had a lower correlation

and was relatively low in mass concentrations during the

overlapping TAG and AMS study periods during SLAQRS

(Fig. 6). In comparing the correlation between TAG m/z 30

from the final minute of the previous study in southern Cal-

ifornia (SOAR) and AMS nitrate, a much higher correlation

is observed (r = 0.93) (see Fig. 8). Perhaps the higher cor-

relation during SOAR was due to a higher nitrate mass con-

centration on average (5.6 µg m−3) compared to the overlap-

ping operation period during SLAQRS (0.32 µg m−3), val-

ues that were thought to be below detection for this TAG

method (according to a pure single-component standard cali-

bration). Inorganic calibration standards were not applied on

the TAG system in the field during either study. As shown

previously, laboratory calibrations were performed for am-

monium sulfate and ammonium nitrate immediately follow-

ing the SLAQRS study. The mass spectrometer had been re-

tuned and collection system components had been replaced

between the field measurements and laboratory tests, so a di-

rect comparison is not possible. However, the lab calibrations

have been applied to the field measurements (see Fig. S7) for

a general comparison. Here it is observed that the there is a

baseline offset of approximately 1.3 µg m−3 and a slope off-

set of a factor of 0.4 between TAG and AMS nitrate calibra-

tion. For sulfate there is a baseline offset of approximately

2.8 µg m−3 and a slope difference of a factor of 3. In addi-

tion to retuning, discrepancies could also be due to simple

inorganic standards not accurately representing the response

to nitrate and sulfate in a complex ambient aerosol matrix.

Again, it is recommended that future field studies incorpo-

rate a complex calibration standard mixture of inorganics and

organics.
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7 Conclusions and discussion

Since its creation, the TAG system has been utilized for ac-

quiring hourly-resolved time series of organic marker com-

pounds that can be used in factor analyses to determine ma-

jor contributing sources or atmospheric transformation pro-

cesses of ambient OA. Here, for the first time, it has been

shown that major inorganic aerosol components (i.e., nitrate

and sulfate) as well as thermally labile fractions of the OA

component will thermally decompose in the TAG collection

cell upon heating and transferring material from the collec-

tion site to the GC column. These decomposition fragments

are volatile and transfer directly through the GC column. By

acquiring mass spectral information during this analysis time

period, these decomposition fragment ions can be recorded

and used to estimate particulate nitrate, sulfate, some frac-

tion of oxygenated OA (likely the most oxygenated frac-

tion), and potentially other OA components (e.g., clear trac-

ers for isoprene-derived SOA were observed here). We have

observed good correlations between these TAG thermal de-

composition components and the corresponding quantified

AMS species. Inclusion of these TDO and TDI components

increases the fraction of aerosol observed by the TAG sys-

tem.

Quantification of TAG decomposition signals provides an

opportunity for future development. While calibration stan-

dards display linearity in response, it is proposed that a com-

plex mixture of inorganics, hydrocarbons, and oxygenated

organic molecules (including some thermally labile multi-

functional species) be utilized for calibration to best mimic

an ambient sample. Initial results suggest such a standard

would be necessary to improve detection limits and limit the

potential for interior surface coating damage to the TAG sys-

tem caused by acidic vapors. Further use and careful analysis

of the mass spectral information contained within the TAG

decomposition analysis window and the main chromatogram

window will offer new insights on the chemical composition

of complex environmental samples.

The Supplement related to this article is available online

at doi:10.5194/amt-9-1569-2016-supplement.
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